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INTRODUCTION – subject.  Improvised explosive devices (IEDs) produce head injuries in nearly a 
majority of surviving soldiers. Most brain-injured soldiers do not, however, receive rapid brain imaging studies 
as would their civilian counterparts. Instead they are flown to rear-echelon medical service centers such as in 
Germany for those studies, as well as additional medical care. This is because magnetic resonance imaging is 
unavailable in or near the theatre of war (and a bad idea for many patients because of the presence of metal 
fragments) and because of the lack reliably operational CT machines at medical centers in Iraq. In the mean 
time, due to the lack of adequate neuro-imaging, acute neurosurgical care in response to closed TBI often 
requires a complete hemicraniectomy (removal of one side of the patient’s skull) simply to assay the extent and 
location of injured brain. There exists, therefore, a critical need for robust brain imaging systems at and near 
the battlefield. Also, more subtle brain injuries are apparent clinically but difficult to definitively diagnose, hence 
treat. These gaps in patient care reduce the quality of care and potentially, therefore the quality of life of injured 
soldiers. This gap also defines a critical need for rugged, field deployable systems capable of imaging injured 
brain. 

INTRODUCTION - purpose. For a variety of reasons (summarized in a recent book chapter of mine – 
Mourad, 2013) it is reasonable to expect that changes in the stiffness of brain accompany TBI, and that 
ultrasound-based ‘sonoelastic’ imaging modalities responsive to some measure of stiffness might offer a useful 
means for imaging the gross and subtle changes to brain due to TBI. Use of such systems in and near the field 
should improve clinical outcome for patients suffering from TBI. Our long-term goal is to develop a field 
deployable brain imaging system responsive to brain stiffness. Our system would do so through the use of 
ultrasound applied transcranially. 

 INTRODUCTION – scope of the research. To met the goal of this proposal we sought to test the 
following hypothesis: Rodent brain after closed TBI (blast, controlled cortical impact (CCI); ischemic stroke) 
manifest spatial patterns of endogenous and exogenous tissue displacement, hence patterns of brain-tissue 
stiffness, sufficient to map and identify the extent of each of hemorrhage, edema, and TAI, as tested via the 
following iterative aims.   

Specific Aim #1:  Quantify via histology and MR the spatial position and extent of each of hemorrhage, 
edema and TAI within each of the blast and CCI models of brain injury.   

Specific Aim # 2: Directly measure the intrinsic stiffness of brain tissue of different types: normal gray and 
white matter; hemorrhagic brain; edematous brain; traumatized axons.   

Specific Aim # 3:  Use displacement-based ultrasound to image intrinsic brain tissue stiffness of normal 
versus traumatized rodent brains and their component parts.  
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BODY 
 
Specific Aim #1: Quantify via histology and MRI the spatial position and extent of each of 

hemorrhage, edema and diffuse axonal injury (DAI) within each of the blast and CCI models of brain 
injury, with comparable studies for ischemic stroke. 

Task (1): Generate closed TBI (mild and moderate-to- severe) in rats using blast methodology. 
1) We will perform this work in Fall 2013-Winter 2013. 
Task (2): Generate closed TBI (mild, moderate-to-severe) using CCI methodology in ‘mito’ mice 

and in rats and ischemic stroke using an occlusion model in mice.  
2) We at each of UW (University of Washington) and UVa (University of Virginia) have achieved all of 

these goals.  Of particular interest is the TBI induction, whose critical parts include (a) the cranial window, 
made after exposing the cranium of the animal while it was under anesthesia.  We made it to have a radius of 
2mm in order to fit the tip of the controlled cortical impact device (Model: AMS 201; AmScien Instruments, 
Richmond, VA - Figure 1). The cortical impact device was then used to create a mild TBI (depth of injury = 
0.5mm; rod speed = 3m/s) through the craniotomy. 

 

Figure 1.  The device here creates a controlled cortical 
impact in the cortex of mice and rats.  The working element 
is the ‘apparatus’ where the rodents are placed in order to 
receive the impactor tip on their exposed brain.  Red and 
yellow hoses facilitate movement of compressed gases that 
actuate the device as controlled by the ancillary devices. 
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Task (3): MR image rodent brains. 
3) UVa has performed its all of its of MRI studies of CCI rats (Figure 2a,b).  They are now working on 

the co-registration of those MR images with immunohistochemical images, in order to develop direct correlation 
of the brain-injury features in each imaging modality (Figure 2c).  The tools we are creating to accomplish this 
task will likely find clinical application for bringing together different imaging modalities, as well as non-imaging 
data, for TBI and other etiologies.  Specifically, spatial normalization of both brain histological slides 
and corresponding MRI are achieved primarily through the various tools found within the Advanced 
Normalization Tools (ANTs) repository. The coordinate system for statistical analysis is defined by constructing 
a population-specific MRI rat template from individual rat images.  Individual subject brain histological 
slides are synthesized into a brain volume via slice stacking with intra-slice registration to smooth out 
any possible discontinuities derived from the histology protocol. These whole brain histologies are then 
registered to their corresponding MRI.  The transforms used to derive the template are then use to warp each 
whole brain histology to the standardized coordinate system for subsequent analysis. 

 
A 

 
B  

C 
Figure 2. Images of rat brain after (sham) controlled cortical impact (CCI) injury.  (A) shows various MRI 
images of coronal views of sham injured rat brains. (B) shows various comparable MRI images of injured rat 
brains. The injury manifests in the upper right-hand quadrant of the brain, encompasses the cortex down to the 
hippocampus.  ‘T1’ highlights the basic structural abnormality generated by the CCI, ‘T2’ highlights fluid buildup 
at the site of CCI, ‘Flair’ refers to fluid attenuated inversion recovery that suppresses fluid-specific signals to 
highlight changes in tissue structure, ‘SWI’ refers to susceptibility weighted imaging that is sensitive to venous 
blood and hemorrhage.  (C) shows co-registration of MRI images with a rat-brain atlas, each of the major 
components of brain highlighted in different colors.  Follow-on co-registration of the atlas with histological 
images will complete a useful triad of MRI/Atlas/histology. 
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Task (4): Immunohistochemical assays.  
4a) Each of UW and UVa have performed all of their immunohistochemical assays for CCI rats (e.g., 

Figure 5e,f).  At UW we are using those results to finish two papers detailing the ability of different modalities of 
ultrasound (shear-wave imaging (SWE) and vibro-acoustography) to detect traumatic brain injury (TBI), 
described below under Specific Aim #3. 

4b) We at UW have collected wide field fluorescent microscopy brain-tissue images from mito-mice 
subjected to TBI via CCI  (Figure 3).  (These mice have the unique property that the mitochondria within the 
neurons in their brain fluoresce when healthy.) We have identified unanticipated increases in fluorescence at 
the site of injury, pointing to possible decreases in the ability of the neurons and axons to transport 
mitochondria, or, to changes in mitochondria morphology and function.  These changes may be amenable to a 
variety of drug treatments. 
 

 
A 

 

 
B 

Figure 3.  mitoMice brains – lighter gray has greater concentration of mitochondria than darker gray.  
(A) This figure shows a coronal slice of brain subjected to the initial surgery to create TBI via CCI then the 
subsequent surgery to widen the craniectomy ipsilateral to the sham surgery site and contralateral to the sham 
surgery site.  (B) This figure shows a coronal slice of brain subjected to actual CCI. Note the enhanced 
fluorescence within the hippocampus (as well as edema and large-scale necrosis), suggestive of mitochondrial 
dysfunction and/or reduced transport, each of which is potentially amenable to treatment with existing, FDA 
approved drug treatments 
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Specific Aim # 2: Directly measure the intrinsic stiffness of brain tissue of different types: 
normal gray and white matter; hemorrhagic brain; edematous brain; ischemic brain; traumatized 
axons. 

Task (5): Calibrate indenter system and apply it in vitro as well as to rodent brain tissue 
samples dominated by one of each of normal gray and white matter; hemorrhagic brain; edematous 
brain; traumatized axons. 

5) This system is calibrated and working after quite extensive development of the technique.  We have 
shown statistically significant changes in brain tissue viscoelastic structure at the site of CCI – Figure 4.  We 
are writing up this paper now, for submission in spring 2013 (Gabler et al, 2013). 

  
A 

  
B 

 
C 

 Figure 4 shows our indenter results for CCI rats. 
Figure (A) shows a schematic of indenter position 
measurements while Figure (B) shows measurements 
of rat-brain displacement (horizontal axis) versus 
measured elastic response in milliNewtons, all as a 
function of time, along with associated mathematical 
modeling. Figure (C) shows the results that demonstrate 
changes in the viscoelasticity of brain after CCI at the 
various spots within the brain from which data was 
collected. 

 
 
 
 
 



	
   9	
  

Specific Aim # 3: Use displacement-based ultrasound to image intrinsic brain tissue stiffness of 
normal versus traumatized rodent brains and their component parts. 

Task (6): Optimize commercial ultrasound-imaging device based on measurement of 
exogenous and endogenous brain palpation.  

6a) We have established a procedure for optimizing the analysis of images from the commercial 
ultrasound imaging system, based on exogenous brain palpation by the SuperSonic Imagine (SSI) machine via 
the acoustic radiation force and subsequent monitoring of the propagation of the shear wave. We have 
performed this procedure for stroke animals and published the results, where this grant supported the analysis 
of that data.  In Figure 5 we demonstrate this analysis procedure, along with the accompanying histopathology 
analysis, for TBI.  Below in Task 8 we show the results of this analysis applied to TBI in each of mice and rats 
induced by the CCI method.  

 

  E  F 

Figure 5. Image Processing. (A) Aixplorer images in SWE mode (top) and B-mode (bottom) (B) The 
brain region was selected from the elastographic image (0-180 kPa) with reference to the B-mode image. 
(C) The SWE image of the brain was rescaled to 0-35 kPa to enhance the contrast. (D) Regions of 
Interest selected manually to avoid skull and artifacts  (large values of Young’s Modulus greater than that 
of brain).  (E) Hematoxylin and Eosin and (F) Cresyl Violet staining of corresponding brain. 
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6b) We have also identified a fundamental limitation of the commercial system, discussed in Figure 6. 

 

Figure 6.  Here we demonstrate intrinsic artifacts 
within the shear-wave images generated by the 
commercial imaging machine (the SSI).  We show 
two B-mode images (shades of gray), each with the 
superposition of a shear-wave image (color, with its 
scale of kPa) of brain within alginate.  In the top figure, 
the brain sits within the shear-wave template.  In the 
bottom figure, the brain sites outside of the shear-
wave template.  Critical here, in each shear-wave 
image there exist evenly spaced maxima in shear 
modulus.  We believe these maxima represent 
artifacts that arise from the specific image processing 
built into the commercial system combined with their 
use of multiple shear waves to create a given image.  

Task (7): Optimize research ultrasound-imaging device based on measurement of exogenous 
and endogenous brain palpation.  

7a) We can generate images of shear-wave propagation using our research ultrasound-imaging device 
(the VUE system) – Fig. 7a. We have minimized image artifacts in alginate through identification of an efficient 
means of tracking the propagation speed of the shear wave.  In addition, we have compared our analysis of 
shear-wave propagation data from the commercial device (the SSI – Fig. 7b) and from our research device 
derived from the same alginate (comparison in Fig. 7c).  The presence of enhanced vertical maxima in the 
shear-modulus maps from the SSI vs from the VUE demonstrates that those maxima are intrinsic to the data 
generated by the SSI likely due to residual reverberation of multiple propagating shear waves. 

 A   B 

 
C 

Figure 7. Quantification of shear wave propagation in 
alginate – research versus commercial system.  (A) 
We can create a focal and vertically elongated, vertical 
push within alginate (and tissue – below) that generates a 
horizontally propagating shear wave, whose speed we 
can quantify and translate via a commercial algorithm into 
a prediction of the shear modulus.  (B) The commercial 
system generates simultaneous images of B-mode and 
shear-wave elastography (SWE), here of alginate.  Note 
the relatively large, vertically oriented peaks in predicted 
shear modulus.  (C) Here we compare predicted shear 
modulus images taken by our VUE (research) and by our 
SSI (commercial) devices and derived via our analysis.  
An image artifact remains in the SSI image, even though 
we used our analysis. We will therefore move forward 
with our VUE system in future studies.  
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7b) We have tested on sham and actual TBI rats an exogenous brain palpation system based on 
vibrating brain with focused ultrasound, whose methodology we review in Figure 8a and demonstrate capable 
of measuring acoustic emissions from brain (Figure 8b).   

	
  	
  
A	
   	
  

B	
  
	
  	
  

C	
  
Figure 8.  Vibro-acoustography as a means of assaying for the presence of traumatic brain injury.  
(A) In vibro-acoustography, a dual-transducer device (‘transducer (annular array)”) emits two, separate pulses 
of ultrasound at two different, but close frequencies – pulse train ‘A’ and ‘B’. At their mutual focus, high 
frequency oscillations move the tissue slightly; their beat frequency generates a low-frequency emission, itself 
sampled from a separate hydrophone placed either in the water tank or within the iFU source itself for in vivo 
applications.  (B) This figure shows our device and real data rather than the conceptualization of Figure 6A, 
highlighting a measured waveform that demonstrates the signal generated by the two, spatially overlapping 
high frequency iFU signals, and small amplitude, low-frequency acoustic emissions. (C) TBI rats show reduced 
acoustic emissions across a range of frequencies compared to sham TBI rats (N =5,3, respectively).  Note that 
there does not exist a variation with frequency among the sham only and TBI only data, only between the data. 
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7c) To create endogenous ultrasound imaging results we have demonstrated that we can measure the 
pulsation of mouse brains completely enclosed within their crania, pulsations created by both their breathing 
and their heart beat (Figure 9).  We will turn our attention to mice subjected to TBI next year. 

 

 

Figure 9 demonstrates our ability to collect tissue 
pulsatility images of mouse brain in vivo within the 
mouse’s completely enclosed cranium.  The top photo 
shows a series of images comprised of ultrasound-derived 
outline of a mouse head via B-mode imaging, over which 
we have superimposed a region of interest for which we 
will derive a measure of the average brain-tissue 
displacement.  That measure, as a function of time, 
demonstrates both respiratory peaks (e.g., when the 
mouse breathes) as well as cardiac peaks (when the heart 
beats).  Note that the respiratory peaks can approach 1 
micron in diameter, while the cardiac peaks measure one 
tenth of that, on average.  
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Task (8): Image normal versus damaged rodent brains with commercial and research 
ultrasound devices.  

(8a) We show statistically significant variations in acoustic emissions from within TBI rat brain relative to 
sham TBI rat brain, with data collected a few millimeters away from the TBI site (Figure 8c, above).  We will 
next refine then write up these results (Dever et al, 2013) then begin design of a system capable of application 
to humans. 

(8b) We have finished use of the commercial SSI system without any modification on stroke mice, with 
analysis of the data supported by the present grant. We have published this work Xu et al (2013a). 

(8c) We have finished use of the commercial SSI system without any modification on TBI mice and rats. 
While we could not image brain damage with that commercial system, we could detect it (Figure 10).  We are 
writing up these results now. Specifically, these results demonstrate changes in hemispherically averaged 
shear modulus for each of the hemispheres due to ipsilateral TBI.  The ipsilateral decrease in shear modulus 
relative to control is consistent with the combination of focal ischemia and wide spread edema formation after 
CCI, a well-established phenomenon in this animal model for TBI.  Unexpectedly, we also see a contralateral 
increase in shear modulus relative to control by 24 hours after CCI injury, consistent with other’s observation of 
reduction of blood flow contralateral to injury as well as elevated global ICP.  We report these results in a 
submitted paper (Xu et al, 2013b) 

  
A 

 

 
B 

 
C 

Figure 10 demonstrates our ability to detect changes in intra-hemispheric brain stiffness after TBI 
using our commercial imaging system. (A) Coronal slice of ‘shear-modulus image’ [replete with image 
artifacts – the hot colors] of brain-tissue stiffness of rat brain 24 hours after TBI induced via the CCI methods, 
with associated regions of interest [each of M_L and M_R] along with specification of their average value 
[M_a]. Imaging artifacts continue to manifest in these images, here as hot colors around the periphery of the 
image.  Nonetheless, in this example, as well as on average for each of (B) mice and (C) rats the ipsilateral 
hemisphere has a lower mean, normalized shear modulus than the contralateral hemisphere by 24 hours after 
CCI injury.  These values change also relative to sham TBI values, which themselves agree between 
hemispheres. 
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Task (9): Compare images of strain, and of bulk and shear modulus of brain with histological 
and MR-based images of hemorrhage, edema, ischemia and TAI.  

9) We intend to start this research in Fall 2013–Winter 2014, after we deploy our VUE research device 
at the University of Virginia. 

Task (10): Compare images of strain, and of bulk and shear modulus of brain tissue with images 
of bulk and shear modulus derived by assigning directly measured values of bulk and shear modulus 
to portions of histological images.  

10) We intend to start this research in Fall 2013–Winter 2014, after we deploy our VUE research device 
at the University of Virginia. 

Task (11): Generate first-order specifications for a device capable of imaging TBI in humans. 
11) We can now specify one of what we anticipate to be three devices capable of imaging TBI in 

humans. That device will emit diagnostic ultrasound with a frequency around 2 MHz, with its data analyzed via 
‘tissue pulsatility imaging’ [TPI] algorithms we have developed.  The other two devices we anticipate will 
involve (a) vibro-acoustography in combination with TPI and (b) transcranial SWE. 
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KEY RESEARCH ACCOMPLISHMENTS 

 
• We have developed and demonstrated in vivo a new means of detecting TBI on generation and 

detection of focal, low-frequency vibration within brain via a process known as vibro-acoustography.   
• We have begun design of a novel ultrasound-based imaging system capable of translating 

diagnostic ultrasound images, derived transcranially, into images of endogenous brain-tissue 
displacement that highlight focal TBI, based on our ability to image mouse- and rat-brain pulsatility. 

• We have observed changes in hemispherically averaged brain-tissue stiffness in TBI generated by 
the controlled cortical impact (CCI) method in mice and rats consistent with physiological changes 
in brain observed in rodent models of TBI as well as in patients with TBI.  These observations 
include ipsilateral edema and hemorrhage formation (observed in rodents and in patients) and 
short-term contralateral reduction in blood flow (observed in patients and sometimes in rodents) 
along with a reduction in cerebral perfusion pressure.   

• We have made progress on the image-analysis methods based on tracking propagating shear-
wave images necessary to resolve intra-hemispheric changes in brain in vivo due to TBI. We will 
likely have to place the brains within alginate to successfully capture images. 

• We are developing a means of co-registering MR and immunohistochemical images, in order to 
develop direct correlation of the brain-injury features in each imaging modality.  The tools we are 
creating to accomplish this task will likely find clinical application, for bringing together different 
imaging modalities for TBI and other etiologies. 

• We have demonstrated our direct means of measuring brain-tissue stiffness from rats, data that will 
give us ground-truth measurements of that stiffness for comparison with our ultrasound-based 
means of imaging brain-tissue stiffness variations in the context of TBI. 

• We anticipate deployment at UVa of a research ultrasound imaging system capable of generating 
tissue-pulsatility and shear-wave images of the brains of rats after blast injury.  Successful 
collection and analysis of these data, along with direct measures of brain-tissue stiffness and 
associated MRI and immunohistochemical images, will allow us to demonstrate in a direct fashion 
that we can use ultrasound to produce high-contrast images of damaged versus normal brain in the 
context of TBI. 
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REPORTABLE OUTCOMES 
(copies of relevant documents are attached to the end of this document) 
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CONCLUSIONS 
 
We have generated evidence supportive of the hypothesis that ultrasound-derived brain-tissue stiffness 

imaging using exogeneous ‘palpation’ of brain with diagnostic ultrasound can successfully detect changes in 
rat brain caused by both ischemic stroke and in TBI.  We have also generated evidence supportive of the 
hypothesis that we can detect endogeneous palpation of roent brain by cerebral blood flow. We have made 
direct measurements of brain-tissue stiffness in rats ex vivo that show a change in brain tissue viscoelasticity 
due to TBI. We have nearly completed a novel means of co-registering imaging and histological data that 
together highlight TBI.  We have begun designs of two ultrasound systems capable of creating images of TBI 
in humans.  

Taken together, these results among the others reported here demonstrate that we are making 
appropriate progress, relative to our milestones, towards creation and demonstration of the ability of ultrasound 
to image TBI with a field-deployable device. 

 
 
 



 

 

 
Abstract  Traumatic Brain  Injury  (TBI)  is a serious health epidemic  that places high societal and economic 

burdens on victims and  their caregivers.   Further,  the associated neuropathological consequences  that  result 

from TBI are often complex and cause secondary  injuries that are focal, diffuse and time dependent.   Current 

computational models can predict loading and deformation associated with TBI; however, accurate knowledge 

of  region  specific material properties  from both healthy and mechanically damaged brain  is needed.    In  this 

study, the mechanical properties of both uninjured and traumatically injured brain tissue are presented.  Adult 

male  Sprague‐Dawley  rats  were  injured  through  a  controlled  cortical  impact  protocol.    Ramp  and  hold 

indentation tests were performed at five  locations on the surface of tissue samples excised from whole brain 

specimens.  Force displacement data were analyzed using quasi‐linear viscoelastic theory.  An analysis revealed 

the tissue to be viscoelastic and spatially nonlinear with mechanical properties that depend on both region and 

level of  injury.   After normalizing  the data,  the nonlinear components of  the  instantaneous elastic  force and 

shear modulus were  found  to  be  significantly  lower,  26%,  in  the  region  containing  the  contusion  cavity  on 

severely injured samples compared to uninjured tissue at the same region in controls. 

 

Keywords   Traumatic brain  injury,  focal, diffuse,  controlled  cortical  impact, mechanical damage, quasi‐linear 
viscoelasticity 

I. INTRODUCTION 
Traumatic Brain Injury (TBI) is an important national health concern in the United States [1].  Approximately 

1.7 million  incidences and 52,000 deaths are reported annually due to automobile collisions, sports accidents, 

falls, and other head impacts [1].  Further, severe TBI has a high economic burden, costing nearly $76.5 billion 

each year in medical and societal costs [1].  On the battlefield, improvised explosive devices have led to TBI in as 

many  as  62%  of  soldiers  sustaining  head  injuries,  and  an  estimated  360,000  service members  have  been 

affected  by  TBI  over  the  past  decade  [2],  [3].    Since  the  1960s  there  has  been  a  dramatic  improvement  in 

understanding  the  complex pathobiological behavior  associated with  TBI  [4].   Brain  injury,  as  a  result of  an 

impact  or  insult  to  the  head,  leads  to  a  number  of  complex  neuropathological  consequences  that  result  in 

further  tissue dysfunction  and  eventually  cell death  [5].   However,  injury quantification  remains  challenging 

because  the neurochemical cascades  that accompany TBI often  involve complex secondary sequelae  that are 

focal, diffuse, and time dependent [6].  A better understanding of the mechanical response of the brain during 

these events would improve diagnosis and treatment of TBI in both clinical and battlefield scenarios. 

The material properties of brain during an  injurious event were studied as early as the 1940s [7].   Not until 

more recently has an emphasis been placed on understanding  the complex mechanical behavior of  the brain 

during loadings that lead to TBI.  Much of this can be attributed to an increase in awareness of the damaging, 

long‐term effects  following even mild brain  injuries  [1]‐[3].   Material properties of brain are  reported  in  the 

literature  as  viscoelastic  [8]‐[13],  both  spatially  and  temporally  non‐linear  [9],  [10],  anisotropic  [11],  age‐

dependent  [11]‐[14],  inhomogeneous  [12],  [13]  and  nearly  incompressible  [15].    Additionally,  experimental 

factors such as specimen preparation, temperature  [16] and  level of hydration [14], [17] have been shown to 

influence  these  properties.    There  is  considerable  variation  in  the mechanical  response  reported  in  these 
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studies.  Much of this variation can be attributed to differences in the type of species, experimental protocols, 

and anatomical regions tested.  Still, no definitive set of material properties exist for brain. 

Computational models of TBI are commonly used to study the mechanical behavior of brain tissue during a 

traumatic  event.    Finite  element  modeling  (FEM)  can  predict  loading  of  various  substructures  through 

simulations of mild to severe TBI  in rat brain  [18].   These simulations have the added capability of predicting 

injury, because model‐prediction of tissue strains were shown to correlate well with experimentally determined 

strain and strain rate  injury tolerance criterion [19]‐[21].   For more region‐specific predictions of  injuries,  local 

material properties, including both traumatically injured and healthy brain tissue, need to be determined.  Such 

knowledge would  provide  existing  computational models with  the  added  ability  to  predict  the  subsequent 

mechanical response of damaged tissue and allow for a better understanding of brain excitotoxicity beyond that 

of the initial trauma. 

A  survey  of  the  literature  revealed  a  number  of  studies  that  report  thresholds  for  axonal  damage.    The 

reported mechanical limits for diffuse axonal Injury are between 0.1‐0.2 Lagrangian strain at strain rates greater 

than 10s‐1 [9], [19]‐[22].  However, there is little information regarding changes in the mechanical properties of 

traumatically  injured brain  tissue.   Shafieian et al.  [23] used an  impact acceleration model  (IAM)  to generate 

diffuse  axonal  injury  (DAI)  in  the  brainstem  of  adult male  Sprague‐Dawley  (SD)  rats.    They  reported  a  35% 

reduction  in  the  linear coefficient of  the  instantaneous shear modulus  in  injured  rats compared  to uninjured 

controls.  Saxena et al. [24] studied traumatic spinal cord injury in adult female SD rats over the course of 2 and 

8 weeks post injury.  They observed a 50% reduction in elastic modulus for injured compared to healthy tissue.  

The goal of this study  is to acquire accurate, region‐specific material properties for both traumatically  injured 

and  uninjured  rat  brain  to  better  understand  the mechanical  behavior  of  damaged  tissue  and  to  improve 

existing models of TBI. 

II. METHODS 

Animal Injury 

All  animal  protocols  were  approved  by  the  University  of  Virginia’s  Institutional  Animal  Care  and  Use 

Committee.    Twenty  adult male  SD  rats  of  average weight  (mean  ±  SD),  (320±27)gram,  underwent  surgical 

procedures for this study.  Anesthesia was induced with a mixture of 4% isoflurane and 100% medical grade O2 

for 3‐4 minutes in an induction chamber.  Once the animals were sedated, the level of isoflurane was reduced 

to  2‐2.5%  and maintained  for  the  duration  of  the  surgery.    The  animals were  then  placed  in  a  stereotaxic 

reference  device  (MyNeuroLab  Leica  Digital  Stereotaxic  Instrument,  Leica  Biosystems,  Richmond,  IL)  and 

prepared  for  injury.    A midline  scalp  incision was made  along  the  forehead  of  each  animal.    The  skin  and 

underlying soft  tissue were retracted exposing  the sagittal, coronal, and  lamboid sutures on  the skull.   A 4.5‐

5mm  diameter  hole  was  drilled  from  the  skull  above  the  right  cerebral  cortex  exposing  the  dura  at  the 

coordinates of injury:  A = ‐4mm bregma and L = 2mm (Ideal Micro‐DrillTM, Harvard Apparatus, Holliston, MA).  

An  electromagnetically  driven  controlled  cortical  impact  (CCI)  device  (MyNeuroLab  Leica  Impact One,  Leica 

Biosystems, Richmond, IL) was used to deliver repeatable, severe, open head injury to nine of the animals; the 

remaining animals were prepared for Sham injury and used as controls.  The 2mm diameter impact cylinder was 

positioned directly on  the dura at  the  coordinates of  injury.     Contact between  the probe  tip and dura was 

verified via an electric  circuit.   The probe  tip was  then  retracted  from  the dura and  injury parameters were 

inputted  to  the device.   Severe  traumatic brain  injury was delivered  to  the  right  ipsilateral  cortex  through a 

rapid 2.5mm compression of  the dura, sustained  for 200ms, with an  initial  impact velocity of 3.5m/s.    In  the 

instance of Sham  injury, the  impact probe was retracted from the dura, but no  impact was performed on the 

tissue.   The animals were then resuscitated and monitored for a period of twenty‐four hours after which they 

were sacrificed and their brain tissue immediately collected. 

 

Sample Preparation 

Whole  brain  specimens were  prepared  for  indentation  tests  immediately  following  tissue  collection.    To 

reduce  the  effects  of  temperature  and  level  of  hydration  on  the  results,  specimens were  submerged  in  a 

physiological buffer  (Millonig’s Phosphate Buffer)  for  five minutes at  room  temperature  (19‐20)°C.   Hydrated 

specimens were  then placed  into a coronal slice matrix  (Braintree Scientific,  Inc.) with  incision planes spaced 

1mm apart.  Tissue cross‐sections were cut to approximately 8mm in thickness from each whole brain specimen 



 

using a 0.23mm thick razor blade (VWR Scientific, Media, PA).  To accomplish this, two incisions were made in 

the coronal plane and parallel to each other.  The first incision was made 1mm posteriorly to the injury plane at 

‐5mm bregma and the second 8mm anteriorly to the first at 3mm bregma.  In both Sham and severely injured 

specimens,  the  injury  plane  was  identified  by  petechial  hemorrhage  on  the  dorsal  surface  of  the  tissue.  

However,  in the case of a severe  injury, the hemorrhage was more extensive and  included a contusion cavity.  

Samples were  then  removed  from  the  slicing matrix  and  placed  on  an  aluminum  test  stage with  the  5mm 

bregma coronal plane oriented upwards.  The thickness of each sample deformed approximately 1mm under its 

own weight.  The weight and dimensions of each sample were measured and recorded.   

The coordinates of  five  regions, A‐E, on  the  samples were determined using a  stereotaxic  reference  frame 

[25] and are illustrated in Figure 1.  Substructures of the brain under the indenter at these coordinates included 

both healthy and damaged tissue within the cerebral cortex, corpus callosum, hippocampus and midbrain.  For 

severely  injured  samples,  region  A  was  located  directly  over  the  contusion  cavity  and  within  the  injured 

hemisphere of the brain.  Samples were assumed to be symmetric about the cerebral fissure, and regions B and 

D were  located contralateral  to regions A and C, respectively.   Region E was positioned at approximately  the 

center of  the sample on the aqueduct.   Coordinates were normalized to account  for differences  in  the cross‐

sectional dimensions between samples due to intra‐specimen variability.  The normalization was performed by 

making length and width measurements on the cross‐section of each sample; the five indentation coordinates 

were  then multiplied  by  the  ratio  of  the  cross‐sectional  dimensions  of  the  first  sample  tested  under  this 

protocol,  ID  NIB00287,  to  those  of  the  sample  of  interest;  the  normalized  coordinate  locations were  then 

dimensioned from region E using digital micrometers.   Evan’s Blue Dye was used to mark each coordinate on 

the tissue cross‐section for a visual reference onto which the indenter could be positioned.  The amount of dye 

under the indenter was assumed to have a negligible effect on the tissue properties.  A total of 30 minutes were 

allotted for sample preparation, i.e. from the time of tissue collection to the time indentation testing began.  

 
Figure 1:  Schematic of a tissue sample showing the coordinate locations of the five un‐normalized indentation 

regions ሺݔ,  ሻ:  A = (2, 2.5), B = (‐2, 2.5), C = (3.5, ‐1), D = (‐3.5, ‐1) and E = (0, 0).  Dashed circles represent theݕ
cross‐sectional area of the indenter overlaid onto the tissue sample. 

 

Indentation Testing 

The  aluminum  test  stage with  sample was mounted  atop  a  50gram  load  cell  (Model  31  Low, Honeywell 

International  Inc.,  Golden  Valley,  MN),  and  beneath  a  3.18mm  diameter  plane‐ended  cylindrical  indenter 

mounted  to  a  linear  actuator  equipped  with  an  LVDT  to measure  displacement  (ElectroForce®  3100  Test 

Instrument, Bose Corporation – ElectroForce Systems Group, Eden Prairie, MN).  Excess compliance in the test 

frame due to the motion of the actuator induced an inertial based force response in the load cell.  A 500g linear 

accelerometer (Model#: 7264B‐500, Humanetics Innovative Solutions, Plymouth, MI) was mounted to the test 

stage  to subtract off  this effect.   Force, displacement, and acceleration data were acquired at 20kHz  (DEWE‐
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2010, Dewetron Inc., Wakefield, RI).  Regions were tested in a randomized order for each experiment.  At each 

coordinate the  indenter was centered on the Evan’s Blue Dye.   This was accomplished by mounting a 1.3mm 

diameter  spherical  tip  punch  to  the  actuator  and  positing  directly  over  the  dye  via  visual  inspection.    The 

spherical punch was exchanged with the plane‐ended cylindrical  indenter, which was assumed to be centered 

over the  indentation coordinate.   The  indenter was advanced slowly toward the tissue at a rate of 0.01mm/s 

until a tare  load of 0.3gram was achieved.   The  indenter tip was then pressed 0.6mm  into the tissue, normal 

with respect to the local surface, in approximately 8ms and then held for 30s to measure the tissue’s relaxation.  

A peak displacement velocity of 120mm/s, at an approximate strain rate of 17s‐1, was observed during the ramp 

portion of the displacement.  After each test the indenter was carefully removed from the tissue.  Five minutes 

were allotted between tests to allow for tissue recovery and instrumentation adjustments [26].  The tissue was 

sprayed with Millonig’s  in between each  indentation  test.   The protocol was repeated  for  the remaining  four 

regions and all testing was completed within 75 minutes of animal sacrifice. 

 

Mathematical Modeling 

  All data were filtered in accordance to the SAE‐J211 standard, CFC 1000, using a zero‐phase, digital IIR 8 pole 

butterworth filter at a Low Pass frequency of 1650Hz.  The data were resampled in a logarithmically scaled time 

step  to  give  equal  weights  to  both  ramp  and  hold  portions  of  the  test.    Samples  were  assumed  to  be 

incompressible and  isotropic  [9],  [10].   The  force  response,	ܨሺ݄,  ,ሻݐ to  the displacement  input,	݄ ൌ ݄ሺݐሻ, was 
modeled using a quasi‐linear viscoelastic (QLV) mathematical framework [27]: 

 

  ,ሺ݄ܨ ሻݐ ൌ නܩሺݐ െ ᇱሻݐ
௘ሺ݄ሻܨ߲
߲݄

߲݄
ᇱݐ߲

ᇱݐ݀
௧

଴

  (1) 

 

where ܨ௘ሺ݄ሻ is the instantaneous elastic response, ܩሺݐሻ is the reduced relaxation function, ݐ is the time, and t' 
is a dummy variable over which the convolution  integral  (1)  is evaluated.   The  instantaneous elastic response 

was modeled using the solution to the Boussinesq problem for a flat‐ended cylindrical punch [28]: 

 

  ௘ሺ݄ሻܨ ൌ
ߤߢ4ܴ
1 െ ߥ

݄  (2) 

 

where ܴ is the radius of the indenter, ߥ is Poisson’s ratio, which was assumed to be 0.5, ߤ is the shear modulus, 

and ߢ is a constant used to incorporate the effect of substrate on finite sample thickness [29].  Values of ߢ were 
obtained  for  each  sample  and  found  to be between  1.26  and  1.3.    The  shear modulus was  chosen  to be  a 

second‐order, even function of ݄ to capture the spatial nonlinearity of the tissue [23]: 
 

  ߤ ൌ ሺ݄ሻߤ ൌ ଴ߤ ൅  ଶ݄ଶߤ (3) 

 

where ߤ଴ and ߤଶ are the instantaneous linear and nonlinear shear modulus coefficients, respectively.  Using this 

form for the shear modulus results in  

  ௘ሺ݄ሻܨ ൌ ଵ݄ܨ ൅  ଷ݄ଷܨ (4) 

 

where   ଵܨ and   ଷܨ are  the  linear  and  nonlinear  coefficients  of   ,௘ሺ݄ሻܨ respectively,  described  in  (2).    The 
mathematical solutions  for the values of ߤ଴ and ߤଶ  in terms of ܨଵ and ܨଷ are determined through  the use of 

equations (2‐4). 

  ଴ߤ ൌ
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ߢ4ܴ
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1 െ ߥ
ߢ4ܴ

 ଷܨ (5) 

 

A six term prony series with five time constants was chosen to model the relaxation behavior of the tissue: 
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where   ௜’sܩ are  the  normalized  relaxation  coefficients  of  the  corresponding  time  decades  and  ஶܩ   is  the 

coefficient of the steady‐state response.  Values for the thirteen coefficients ܨଵ, ܨଷ, ߬௜, ܩ௜, for ݅=1 to 5 and ܩஶ 
were determined  through a  reduced gradient algorithm  (Excel  Solver®, Microsoft®, Redmond, WA)  that was 

used  to  minimize  the  sum  squared  error  between  the  model‐predicted  force,  resulting  from  numerical 

integration of (1), and the experimental data.  An individual set of optimal coefficients was determined for each 

indentation  test.   Preliminary analysis of  the model  fit  to  the  first  few data  sets;  test  ID NIB00288A  through 

NIB00288E,  indicated marginal variability  in the values for the optimized time constants, ߬ଵ≈0.001s, ߬ଶ≈0.01s, 
߬ଷ≈0.1s,  ߬ସ≈1s,  ߬ହ≈10s.    To  simplify  the  model  the  time  constants  were  fixed  at  theses  decades  for  the 

remainder of the analysis and only eight parameters needed to be optimized through model fitting.   

 

Statistics 

The number of terms, ݅, in equation (6) were determined via an F‐test [30].  Data from test ID NIB00318E was 

modeled with four, five, and six time constants to see if there was a statistically significant improvement in the 

model’s fit to the data.  The model with five time constants gave a significantly better fit (F≈9, p < 0.001) than 

the model with four time constants and the model with six time constants showed no improvement in fit over 

five time constants (F≈0, p≈1).  Therefore the model with five time constants was chosen for the analysis.  The 

critical F‐statistic at the 0.05=ߙ  level of significance for both tests was Fc ≈1.     A total of n=8  indentation tests 
were performed per region, A‐E, and per injury treatment, Sham and severe injury, for a total of 10 groups.  For 

each group, an average ܨ௘ሺ݄ሻ and ܩሺݐሻ were determined using least squares optimization between the average 

and the eight individual measurements.  The coefficients of the shear modulus, ߤ଴ and ߤଶ were calculated from 

 ଶ were then determined forߤ ଴ andߤ ଷ of the eight individual curves using expression (5).  An averageܨ ଵ andܨ

each group.  Additionally, the coefficients of ܨ௘ሺ݄ሻ and ܩሺݐሻ at regions A and C were normalized to the values 

at  the  contralateral  regions B and D,  respectively.   Specifically, normalization was performed by dividing  the 

value  of  a  particular  absolute  coefficient   ,ଵܨ  ,ଷܨ  ଴ߤ and   ଶߤ at  region  A  by  its  corresponding  absolute 
contralateral value at region B.   For example, ܨଵ  from  indentation  test  ID NIB00290A was divided by ܨଵ  from 

indentation test ID NIB00290B, etc.   The process was repeated for the coefficients at region C, dividing by the 

corresponding contralateral values at region D.  The absolute structural and material properties (ܨଵ, ܨଷ, ߤ଴, ߤଶ, 
 ஶ) were compared separately to evaluate for the effect of region and injury treatment usingܩ ௜, for ݅=1..5 andܩ

a two‐way ANOVA.  Post‐hoc comparisons were made using a student’s t‐test with the appropriate Bonferroni 

correction.  Samples were assumed to be independent measurements of a particular tissue property, normally 

distributed and homoscedastic.  To evaluate the differences observed in the normalized ratios, student’s t‐tests 

with a Bonferroni  correction were used  to make  comparisons across  injury  treatment at a particular  region.  

Specifically, a direct comparison was made between the normalized ratios of Sham and severely injured tissue 

at region A to evaluate the effect of injury at the location of the contusion cavity.  

III. RESULTS 
Eighty  indentation tests were performed on the tissue samples, and data from 16 of the original 20 animals 

were used in analysis.  The tissue from animal ID NIB00311 was damaged upon collection and the data from 3 

additional experiments were compromised due to either unpreventable noise from the surroundings (animal ID 

NIB00287), or experimental error (animal IDs NIB00295 and NIB00298).  Average ܨ௘ሺ݄ሻ and ܩሺݐሻ for region and 
injury treatment are shown in Figure 2.  Region specific, absolute structural and material properties, normalized 

ratios, and results of the t‐tests are reported in Table 1 (see appendix).  ANOVA indicated significant (p < 0.05) 

main effects of both  region and  injury  treatment on  the absolute  coefficients.   On average, ܨଵ and ߤ଴ were 
higher (p < 0.005=ߙ) in region E compared to region A (ܨଵ: +36.3mN/mm, p=0.002 and ߤ଴: +2.23kPa, p=0.002).  
The  relaxation coefficient, ܩଵ, was  found  to be higher while ܩଷ and ܩஶ were  lower  (p < 0.05=ߙ)  in  severely 
injured  samples  compared  to  Sham  controls   :ଵܩ) +0.011,  p=0.0164,   :ଷܩ ‐0.003,  p=0.008,  and   :ஶܩ ‐0.003, 
p=0.044).   The  student’s  t‐test,  revealed a  significant decrease  (p < 0.025=ߙ)  in  the value of  the normalized 

ratios of ܨଷ and ߤଶ, (‐26%, p=0.0084 each), in severely injured tissue compared to Sham controls.  Conversely, 

the  t‐tests  revealed  a  significant  increase  in  the  normalized  ratios  of ܨଷ  and   ,ଶߤ (+38%,  p=0.0156  each)  on 
severely  injured  compared  to  sham  controls  in  region  C.    The  percentages  reported  here  are  calculated  as 

percent differences in the sample means from Sham samples. 
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(Region E) 

Figure 2:  Average ܨ௘ሺ݄ሻ and ܩሺݐሻ for region and injury treatment.  Error bars are 95% Confidence Intervals.  

Average ܨ௘ሺ݄ሻ curves for severe injury were on average stiffer than the average Sham curves in all regions 

except for region A.  The reduced relaxation functions were nearly identical in all cases.   

 

IV. DISCUSSION 
This  study  found  the  mechanical  properties  of  the  rat  brain  to  be  viscoelastic,  spatially  nonlinear,  and 

dependent on both region and injury treatment.  A linear viscoelastic model was fit to the experimental data, in 
addition  to  the QLV model, where  equation  (3) was  assumed  to  be  a  function  of   ଴ߤ only.   With  the  same 
number of prony series  terms,  the  fits of both  the  linear and QLV models were visually assessed using  tissue 
force  time histories, and compared  statistically using  the F‐test, Figure 3.   The  linear model  fit  the data well 
during  the  first  of  half  of  the  ramp  and  long  term  relaxation  of  the  tissue;  however,  the  addition  of  the 
nonlinear term through QLV showed a statistically significant  improvement  in the model fit (p < 0.001) to the 
experimental data, capturing the entire ramp, peak force, and initial tissue relaxation, Figure 3a.  To justify the 
use  of  QLV  over  a  fully  nonlinear  viscoelastic model  the  ratio  of  the  relaxation  forces  from  two  different 
displacement  steps  were  calculated  and  then  checked  to  be  approximately  constant  in  time  using  linear 
regression.  Two displacement steps, the first to 0.6mm and the second to 1.2mm, were applied to tissue from a 
severely injured animal; ID NIB00291 at region A and region E.  Results from the linear regression were used to 
evaluate whether or not the slope of the force ratio was statistically significant from zero.   Data up to 100ms 
after the peak force were not included in the analysis due to transience of the displacement ramp.  The value of 
the  regression  coefficient,  the  slope, was  found  to be  statistically  significant  (slope = 0.035s‐1, p < 0.001)  at 
region A and (slope = 0.007s‐1, p < 0.001) at region E.  However, the magnitude of the slope was not thought to 
be meaningful.  That is, the ability to detect small changes in the value of the slope was due to the large amount 
of data being used, and that the resulting values were not influential, suggesting a relatively constant response 
over time.  These results indicated that the relaxation behavior of the tissue was independent of displacement 
and that no temporal nonlinearities were observed up to approximately 18% sample penetration. 
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Figure 3:  Examples of the QLV model fit to the experimental data for both the ramp (a) and hold (b) portions of 
an  arbitrarily  chosen  indentation  test  (NIB00308B).    The  QLV model  followed  the  experimental  data more 
closely  than  the  linear model  during  the  ramp,  peak,  and  initial  relaxation  of  the  tissue  (a).    Both models 
followed the data closely during the hold portion of the test (b).  A similar result was observed when modeling 
other experimental data.   The increase in force near 16ms and 30ms is due to the increase in displacement of 
the indenter into the tissue at these times.     
   
Validation  of  the  test methodology  selected  for  the  current  study  involves  a  comparison  to  other  brain 

studies reported  in the  literature.   The absolute mechanical properties and uncertainties found  in the current 
study are consistent with those determined experimentally for shear [9], [31], compression [32] and indentation 
[23].  Further, the data fit within the reported range of shear moduli for brain tissue (0.1‐22) kPa [8]‐[16], [23] 
and  [32]‐[34].   Darvish and Crandall characterized bovine brain using QLV under oscillatory  shear  tests up  to 
200Hz  and  20%  Lagrangian  strain  [9].    They  observed  16kPa  and  2.62kPa  for  the  linear  and  nonlinear 
instantaneous elastic shear moduli, respectively.   On the other hand, Takhounts et al. tested both bovine and 
human brain up  to 100%  Lagrangian  shear  strain  in  ramp  and hold  tests  and determined  the  instantaneous 
linear  shear moduli  to be  approximately  2kPa  and  1.5kPa,  respectively  [10].    Shuck  and Advani  found  large 
variability in the shear modulus [31].  They performed oscillatory torsion tests on human brain up to 60Hz and 
observed  (3‐16)kPa.    In each of  these  studies  the brain was modeled under  the assumptions of  isotropy and 
incompressibility. 
In regards to the results reported for indentation studies, Gefen et al. tested both young and mature rats in 

vivo  and  in  situ  under  spherical  indentation,  and  determined  values  for  the  instantaneous  shear modulus 

between (1.2‐3.3)kPa [15].  Further, Gefen and Margulies [33] compared the effects of in vitro, to in vivo and in 

situ on the material properties of porcine brain.  They used a hemispherical indenter and found the short term 

shear modulus between  (0.7‐2.8)kPa.    In both  studies preconditioning was  found  to  significantly  reduce  the 

value of the shear modulus and in vitro results tended to be lower than in vivo and in situ.  Samples were not 

preconditioned  in  the  current  study  as  work  by  Shafieian  et  al.  [23]  suggests  preconditioning  may  have 

damaged their samples and reduced the effect of injury.  Various other studies have used micro‐indentation to 

determine region specific material properties in rat brain [13], [34].  These studies observed values for the short 

term shear modulus on the order of (0.1‐1.5)kPa, nearly one order of magnitude lower than the values reported 

in  the  current  study.    The material  properties  of  brain  have  shown  to  be  rate  sensitive  and  increase with 

increasing  strain  rate or  frequency  [9]  [10].   The  load  rates  reported  in  these  studies were  less  than 1mm/s, 

(0.4‐0.5)s‐1, and much  less  than  that of  the current  study which could explain  this discrepancy.   Additionally, 

these studies performed indentation tests up to depths of 40μm on the surface of tissue cross sections that had 

previously been blocked and then mechanically cut using a vibratome.   Consequently, their findings may have 

been significantly altered  from that of normal, healthy tissue.   The tissue samples tested  in the current study 

were hand cut and tested  in vitro.   As a result of sample preparation, a thin  layer on the surface of the tissue 

likely sustained damage.  Even though the indentation depths used in the current study were much higher than 

those used in micro‐indentation, it is reasonable to expect some alterations in the mechanical properties from 

that of normal, healthy, living tissue. 

In a similar study to the current, Shafieian et al. performed cylindrical indentation at two locations, PDx and 

PmJ,  on  the  brainstem  of  impacted  rats  and  found  a  statistically  significant  reduction  in   ௘ሺ݄ሻܨ between 
uninjured  and  injured  specimens  [23].    They  reported  values  for   ଴ߤ and   ଶߤ between  (1‐10)kPa  and  (1‐
25)kPa/mm2, respectively with similar uncertainties to that of the current study.  The reported reduction in ߤ଴  
between  injured  specimens  and  Sham  controls  was  35%.    This  value  was  an  average  taken  from  both 

preconditioned and un‐preconditioned  samples and  found  to be  in agreement with  the work of Darvish and 

Crandall  [12]  who  reported  a  33%  reduction  in  the  linear  shear  modulus  after  non‐recoverable  strain 

conditioning.  However, Shafieian et al. did not specify the significance of change in ߤ଴ and ߤଶ with respect to 
injury treatment, making  it unclear which parameter,  if any, was driving the reduction  in shear modulus after 

tissue  damage  [23].    On  average,  they  saw  a  28%  and  47%  reduction  in   ଴ߤ and   ,ଶߤ respectively,  for  un‐
preconditioned  samples  at  PDx.    Further,  they  observed  a  14%  and  29%  reduction  in   ଴ߤ and   ଶߤ for  un‐
preconditioned samples at PmJ; however, this result was not statistically significant.  In the current study ߤ଴ and 
 ଶ were reduced on average 17% and 26%, respectively at the location of the contusion cavity, region A.  Thisߤ
was observed after normalizing the data and the reduction in ߤ଴ was not statistically significant.  In the case of 



 

the absolute material properties,  the observed differences  in ߤ଴ and ߤଶ between  severely  injured and Sham 

samples were not  significant.   Additionally,  the  reported 38%  increase  in ߤଶ at  region C on  severely  injured 
compared  to  sham  tissue  contradicts  the  findings  for  the  normalized  properties  at  region  A.    Further 

investigation  into this matter  is needed; however there was no evidence of mechanical damage  in this region 

when compared to the visible damage of the contusion cavity in region A. 

Possible reasons for these discrepancies can be attributed to a number of factors.  In the current study, a CCI 

model was used to deliver injury directly to the cortex [35].  On the other hand, Shafieian et al. chose an impact 

acceleration model  to generate DAI  in  the brainstem due  to  its predictable pattern of  injury  there  [23],  [36].  

Further,  regions  tested  in  the  current  study  incorporate both white and grey matter and are heterogeneous 

compared  to  the brainstem which  is comprised of predominantly white matter and  is  relatively homogenous 

and  stiffer  than  the  cortex  [37].   Another explanation  for  these discrepancies  is  the  rate at which  the  tissue 

samples were loaded under indentation.  Peak Loading rates determined from the tests conducted by Shafieian 

et al. [23] were between (16‐33)mm/s, (8‐16)s‐1, while that of the current study was approximately 120mm/s, 

17s‐1.  High rate inputs are necessary to characterize the mechanical response of the brain during TBI [38].  The 

peak loading rates reported in the current study are within the range of those reported for impact traumas [13], 

[38], and  [39].   An understanding of  the brain’s mechanical  response at high  load  rates would be useful  for 

computational models of these events.  However, testing at these rates may cause further damage to the tissue 

and reduce the effect of injury on the mechanical properties.  Strain and strain rate tissue tolerance thresholds 

have  previously  been  studied  and  the  reported  values  associated  with  axonal  injury  are  between  0.1‐0.2 

Lagrangian strain with strain rates greater than 10s‐1 [9], [19]‐[22]. 

The hypothesis that the tissue samples were damaged upon loading was examined in a separate analysis.  A 

QLV model with only 1 time constant ߬ଵ= 0.001s was fit to the ramp portion the experimental data (n=16) for 

region A.  The form of ܨ௘ሺ݄ሻ was kept the same as expression (4).  The model was fit in three ways.  The sum 

squared error was minimized between the model and experimental forces from:  (1) the toe region to the force 

corresponding  to  the peak  loading  rate;  (2)  the  force corresponding  to  the peak  loading  rate up  to  the peak 

force; and (3) over the entire ramp from the toe region to the peak force.  Average ߤ଴and ߤଶ were determined 

from the (n=16) individual fits.  ANOVA revealed significant (p < 0.05) differences between the three model fits.  

Post‐hoc  Bonferroni  comparisons  were  made  between  individual  samples  and  revealed  the  following 

information.    The  value  of   ଴ wasߤ approximately  constant  across  all  three models, while  the  value  of   ଶߤ
decreased  by  34%  (p  <  0.001)  after  the  peak  displacement  rate  of  120mm/s.    This  observation was made 

independent of injury treatment.  The stability of the model was evaluated during each of the three fits due to 

the relatively small amount of data being fitted.  Regardless of initial inputs, model parameters optimized to the 

same values, indicating a stable solution.  These results suggest that the tissue may have been damaged during 

loading up to 5% tissue penetration and at a peak rate of 17s‐1. 

V. CONCLUSIONS 
This study presents an experimental methodology and analytical framework for modeling the region specific 

structural and material properties of mechanically injured and uninjured brain tissue.  Force data were acquired 

under high rate  loading  inputs  in the range of those related to  impact traumas.   Quasi‐linear viscoelasticity, a 

popular,  constitutive model  that  is  commonly used  to model  soft biological materials was  chosen  to  fit  the 

experimental  data  over  both  linear  and  fully  nonlinear  viscoelastic models.    The  tissue was  assumed  to  be 

isotropic and incompressible for model simplification.  The mechanical properties were found to be viscoelastic, 

nonlinear, and regionally dependent.  Additionally, these properties were quantified under a well characterized 

injury model capable of delivering repeatable levels of mechanical damage directly to the dura.  To the authors’ 

knowledge, this  is the first study to examine the mechanical properties of the brain after CCI.   The results for 

the  shear modulus were within  the  range  reported  in  the  literature  for  shear,  compression, and  indentation 

tests.    The material  and  structural  properties were  found  to  be  roughly  constant  across  region  and  injury 

treatment.  However, after normalizing the region specific mechanical properties in regions A and C, there were 

statistically  significant differences  in  the  values of  the nonlinear  coefficients of  the  instantaneous  shear  and 

elastic  response.    A  26%  reduction  in  the  nonlinear material  and  structural  coefficients  were  observed  in 

severely injured samples compared to healthy controls at the location of the contusion cavity.  The utility of this 

research  is  crucial  for  understanding  the mechanical  response  of  the  brain  after  TBI.    Knowledge  of  such 



 

material properties may be useful to uniquely identify different types of brain injury and to better understand 

the mechanics of repetitive brain injuries. 

VI. LIMITATIONS 

There  are  a  number  of  limitations  that  may  influence  overall  response  of  the  tissue  samples  during 

mechanical loading.  First, the solution to the Boussinesq problem assumes indentation of a semi‐infinite elastic 

half‐space.  The samples used in the current study have finite boundaries and exhibit damping as well as elastic 

properties.   This solution was modified by  [29]  to  incorporate  the effect of a  rigid substrate on  finite sample 

thickness.    The  corrective  factor   ߢ was  developed  for  indentation  on  articular  cartilage  and  subsequently 
applied to  indentation tests performed on other soft biological tissues  including brain [13], [23].   The factor ߢ 
functions to reduce the applied load, measured within the tissue, by an amount that depends on the ratio of the 

indenter radius to sample height.   As the  indenter radius  increases or sample height decreases, higher  forces 

are transmitted from the substrate to the tissue.   To avoid the effect of substrate on mechanical properties, a 

common rule of thumb  is to  limit  indenter penetration to depths of no greater than 10% of the total sample 

thickness  [40].    Penetration  depths  in  the  current  study  obey  this  rule.    However, more  recent  work  has 

observed noticeable substrate effects within 10% penetration and claim that the ratio of the indenter radius to 

sample height must be kept within 10% [41].   The ratio of radius to sample height  is 20%  in the current study 

and ߢ was implemented to adjust for this limitation.  In addition to substrate effects, other boundary conditions 

have been violated.    In all regions except E, the distance between the  indenter and edge of the tissue sample 

was  less than the recommended distance of one  indenter’s width.   This would have the effect of reducing the 

material properties observed  in regions A‐D compared to E.    Indenter  interference  is an additional concern  in 

this study.  The process by which the coordinates were dimensioned on the surface of the tissue was imperfect.  

Slight offsets  in  the dimensioning may have  led  to overlapping  indentation  tests.    Further,  the  indentations 

made on  the surface of  the samples were within one diameter of each other.   However, adequate  time was 

allotted  for  tissue  recovery  in between  subsequent  tests.    Finally,  contusion  cavities  can be problematic  for 

material  studies  [23].    They  are  often  near  the  edge  of  the  sample  and  create  discontinuities  in  the  tissue 

surface making it difficult to obey boundary conditions under most mechanical tests.  It is suggested that future 

studies involving contusion cavities be made in vivo or situ with the brain left in the skull. 

A  number  of  studies  including  the  current  have  used  the  F‐test  to  statistically  determine  an  appropriate 

model for fitting experimental brain data [13], [23], [34]; however, there are limitations.  The F‐test assumes the 

data to be  independently measured and normally distributed.   In addition, there must be a  linear relationship 

between  independent and dependent variables  in  the models  chosen  to  fit  the data.   The  force data  in  the 

current study are not normally distributed and not  independent measurements  in  time.   Further,  in both  the 

linear viscoelastic and QLV models  the  relationship between  force and  time  is not  linear.   Therefore  it  is not 

clear  that  hypothesis  testing  using  the  F‐test  is  suitable  or meaningful  to  determine  the most  appropriate 

model.  In this case, visual inspection of the model fit to the data may provide a better indicator of goodness of 

fit.       
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IX. APPENDIX  
Table 1:  Absolute Structural and Material Coefficients of ܨ௘ሺ݄ሻ, ܩሺݐሻ, and ߤሺ݄ሻ and Normalized Ratios for Region and Injury Treatment. 

 
All symbols  indicate a staƟsƟcally significant result.   Asterisks (*,**) and daggers (†,††) are comparisons between  injury treatment at a particular 
region.  (p = resulting p‐value from a student’s t‐test and 0.025 = ߙ is the Bonferroni corrected significance level).  (*p = 0.0084, **p = 0.0085, †p = 
0.0156, ††p = 0.0156.  All uncertainƟes are ±95%CI.  

 

Absolute      A B  C

Unit  Coef.  Sham     Severe Injury  Sham     Severe Injury  Sham     Severe Injury 

mN/mm  F₁  140.8  ±  19.2 128.2  ±  33.0  141.1  ±  24.1  155.2  ±  44.7  143.4  ±  30.7  179.0  ±  38.7 
mN/mm³ F₃  111.6  ±  24.1 96.6 ± 19.7 97.3 ± 17.4 115.6 ± 22.3 110.8 ± 23.6 138.1 ± 16.4

kPa μₒ  8.66  ±  1.23 7.89 ± 2.04 8.68 ± 1.51 9.55 ± 2.76 8.85 ± 2.00 11.02 ± 2.40
kPa/mm²  µ₂  6.88  ±  1.57  5.95  ±  1.23  5.99  ±  1.12  7.11  ±  1.38  6.83  ±  1.53  8.50  ±  1.03 

‐  G₁  0.739  ±  0.021  0.763  ±  0.010  0.749  ±  0.021  0.752  ±  0.015  0.746  ±  0.018  0.750  ±  0.010 
‐  G₂  0.122  ±  0.007  0.117  ±  0.007  0.121  ±  0.006  0.123  ±  0.004  0.122  ±  0.006  0.126  ±  0.004 
‐  G₃  0.057  ±  0.005  0.053  ±  0.004  0.055  ±  0.002  0.053  ±  0.006  0.057  ±  0.003  0.054  ±  0.003 
‐  G₄  0.029  ±  0.005  0.026  ±  0.002  0.029  ±  0.008  0.028  ±  0.003  0.027  ±  0.005  0.027  ±  0.002 
‐  G₅  0.023  ±  0.007  0.020  ±  0.005  0.023  ±  0.008  0.022  ±  0.006  0.023  ±  0.004  0.021  ±  0.002 
‐  Gₒₒ     0.029  ±  0.009     0.022  ±  0.005     0.024  ±  0.003     0.022  ±  0.003     0.025  ±  0.004     0.023  ±  0.004 

 

 Absolute     D     E 

Unit  Coef.  Sham     Severe Injury  Sham     Severe Injury 

mN/mm  F₁  145.7  ±  18.4  163.6  ±  54.1  170.8  ±  24.0  170.7  ±  21.8 
mN/mm³  F₃  116.2  ±  33.5  106.0  ±  20.6  120.2  ±  32.3  142.8  ±  24.5 

kPa  μₒ  8.96  ±  1.15  10.07  ±  3.35  10.49  ±  1.42  10.51  ±  1.39 
kPa/mm²  µ₂  7.17  ±  2.15  6.52  ±  1.28  7.42  ±  2.07  8.79  ±  1.54 

‐  G₁  0.746  ±  0.015  0.750  ±  0.009  0.737  ±  0.024  0.756  ±  0.015 

‐  G₂  0.122  ±  0.006  0.125  ±  0.003  0.122  ±  0.007  0.118  ±  0.004 

‐  G₃  0.055  ±  0.004  0.054  ±  0.003  0.059  ±  0.004  0.056  ±  0.004 

‐  G₄  0.028  ±  0.004  0.026  ±  0.002  0.029  ±  0.005  0.024  ±  0.004 

‐  G₅  0.024  ±  0.007  0.020  ±  0.004  0.025  ±  0.010  0.023  ±  0.005 

‐  Gₒₒ     0.025  ±  0.005     0.025  ±  0.006     0.028  ±  0.006     0.024  ±  0.002 
 

 Normalized Ratios   A     C 

Unit  Coef.  Sham     Severe Injury  Sham     Severe Injury 

‐  F₁  1.017  ±  0.144  0.843  ±  0.145  0.999  ±  0.228  1.187  ±  0.357 

‐  F₃  1.149  ±  0.182  *  0.848  ±  0.144  0.992  ±  0.158  †  1.361  ±  0.275 

‐  μₒ  1.017  ±  0.144  0.843  ±  0.145  0.999  ±  0.228  1.188  ±  0.357 

‐  µ₂     1.149  ±  0.182   **  0.848  ±  0.144     0.992  ±  0.158   ††  1.362  ±  0.276 
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Chapter title: Therapeutic Ultrasound with an emphasis on applications to the brain. 

P. D. Mourad, University of Washington, USA 

 

Abstract 

Diagnostic and therapeutic ultrasound have their roots in early studies targeting 

applications to the brain dating back to the 1920s and 30s, with an early apogee in their 

activity due to the seminal work of the Fry brothers in the 1950s.  Since then, there has 

been a quite significant resurgence over the last two decades in applications of 

diagnostic and therapeutic ultrasound to the central nervous system as technology has 

finally caught up with the visions of the founders of this field.  Here in this book chapter I 

first give a review of how ultrasound interacts with tissue in general terms.  Following 

that I’ll touch upon diagnostic ultrasound in sufficient detail to highlight issues relevant to 

therapeutic applications of ultrasound.  I’ll close the diagnostic ultrasound portion of this 

chapter summarizing its application to imaging the peripheral nervous system and brain.  

I’ll then turn to the topic of therapeutic ultrasound.  I will start by covering basic 

concepts, most extensions or enhancements of concepts useful for diagnostic 

ultrasound.  I’ll close by summarizing several recent advances in the use of therapeutic 

levels of ultrasound closing with a review of very recent work, whose roots lie in again 

with the Fry brothers, on the topic of neuromodulation with ultrasound. 

Key words. 

Ultrasound, diagnostic ultrasound, therapeutic ultrasound, central nervous 

system, tumors, blood clots, drug delivery, neuromodulation. 

 



Mourad PD (2013), “Therapeutic Ultrasound, with an emphasis on applications to the brain” in 
Nakamura K, Ueha S, eds. Ultrasonic transducers - materials design and applications.  
Woodhead Publishing Ltd. 

 

2 
 

1. Introduction and summary. 

Here I review diagnostic and therapeutic ultrasound, discussing examples that 

target applications of ultrasound to the central and peripheral nervous systems.  I make 

liberal use (paraphrases, quotes, concepts) from the existing general review literature 

on diagnostic and/or therapeutic ultrasound, for example, O’Brien (2007), Leighton 

(1994), ter Haar G and Coussios (2007), and Mourad (1999), among others.  I will also 

directly cite specialized literature. Frankly, given the on-line resources these days, any 

interested reader can dig quite quickly through a number of dedicated websites and find 

relevant materials.  My goal here, therefore, is to walk the reader through the concepts 

with a minimum of distractions rather than exhaustively review the literature.  I will 

therefore cite a mix of classic papers and books, and recent review articles, primarily. 

Here I first offer a general summary of ultrasound’s interaction with tissue, 

starting with a description of its propagation, absorption, and scattering.  

Important phenomena involved in acoustic propagation includes the fundamental 

non-linearity of this process, which produces down-stream effects from the ultrasound 

source that form the basis of a number of important diagnostic and therapeutic 

phenomena.  In particular ultrasound absorbs as it propagates in proportion to the local 

intensity of ultrasound, intrinsic properties at the molecular level of the medium 

supporting the propagation, among other factors.  Such absorption adds heat and 

momentum to the tissue. That heat increases the tissue’s temperature; the associated 

strain pushes the tissue. Ultrasound will induce heat both as it propagates, and 

especially at its focus, of concern for diagnostic ultrasound, generally desired for 

therapeutic applications. If the tissue has low enough internal coherence, or is instead a 
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fluid, ultrasound’s absorption will cause local flow known as “acoustic streaming.” That 

heat and/or local strain can also cause “cavitation,” that is the generation and/or 

stimulation of gas-filled voids within the material, described generically as bubbles, 

where stimulation causes the bubbles to grow and shrink and sometimes to break up or 

collapse. Cavitation can, in turn, produce local strains in the tissue and fluid that are 

close to the bubbles.  (For example, local fluid flow around a bubble is called “acoustic 

microstreaming.”)Oscillating bubbles generate more ultrasound focally, at the carrier 

frequency of the incident ultrasound as well as at higher frequencies.  (Lower-period 

motions can also occur, at fractional subharmonics of the incident wave.)  Monitoring of 

these acoustic emissions forms the basis for some novel imaging practices.  Their 

production also tends to cause an increase in the energy absorbed from the incident 

sound field thereby producing more cavitation as well as more momentum and heat.  

Local cavitation generally also increases the subsequent scatter of ultrasound.  The 

biological effects of ultrasound have their therapeutic effect in these thermal, 

mechanical, and chemical processes. 

Typical applications of ultrasound for diagnostic purposes use short pulses 

(generally one to a few acoustic cycles) of intense (up to 5 MPa of instantaneous 

pressure, with instantaneous, spatially focal intensities of up to a few W/cm2) ultrasound 

spaced fairly far apart in time (typically on the order of a millisecond) at frequencies 

(generally 1 to 10 MHz) high enough to resolve, via the generation and measurement of 

acoustic backscatter, fine-scale biological structure (with length scales of fractions of a 

millimeter and larger). The specific choices of these parameters balance the need to 

maximize the backscattered signal strength and imaging resolution, by increasing the 
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intensity and frequency of the sound, with the need to avoid harmful biological effects, 

achieved by decreasing the length and increasing the spacing of the pulses to help 

minimize the production of heat and mechanical forces within the imaged tissue. 

With regard to diagnostic ultrasound, much research has been devoted to 

learning how to avoid altering tissue while using it, through what is known as study of 

ultrasound ‘bioeffects’.   

However, as in many things, a desired bioeffect can produce a desired 

therapeutic effect, and therapeutic ultrasound has as its guiding principle the study of 

their possible benefits, that is, its ability to treat disease with ultrasound, rather than to 

simply diagnose.  Therapeutic ultrasound, especially for the brain, remains a research 

tool, one with significant promise that I will highlight here. 

As summarized for diagnostic ultrasound, therapeutic ultrasound generates 

beneficial bioeffects by using a wider range of frequencies (0.02 to 10 MHz), focal 

pressures (1–50 MPa) and instantaneous, spatially focal intensities (10–10,000 W/cm2) 

applied either in pulsed mode as compared with diagnostic ultrasound, often with 

greater pulse lengths and more pulses per second than in diagnostic ultrasound, or with 

"continuous waves," where there is no break in the application of ultrasound from the 

time it is first turned on until it is finally turned off. 

To understand its promise for therapy, I’ll first review the fundamentals of 

ultrasound’s interaction with tissue then highlight its diagnostic usefulness before 

turning directly to its applications for therapy. 
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2. Fundamentals of Propagation and Absorption of Ultrasound 

Almost all basic texts on ultrasound start by considering ultrasound waves as 

strictly and invariably periodic disturbances to the local density, pressure, location and 

velocity.  Examples include Kinsler et al (1982) as well as Kremkau (1998). 

When sound propagates in fluids it creates local, periodic perturbations in that 

fluid's density, pressure, and temperature as well as induces within the fluid small-scale 

displacements in the direction of wave propagation.  When sound propagates in a 

simple solid, it generally does so both via "longitudinal" pressure waves, just described, 

and via "shear" waves, where the displacements and changes in pressure occur 

transverse to the direction of wave propagation.  In the majority of biomedical 

applications the longitudinal waves dominate, and I restrict my discussion to this mode 

for this chapter.  Am important exception is sonoelastic imaging, as I discuss below. 

While sound propagation is always in principle a "nonlinear" process (e.g. 

Blackstock and Hamilton, 1997), that is, the qualities of the sound as it propagates vary 

as a complex function of its amplitude, in many practical applications the properties of 

the sound vary linearly with amplitude, so that doubling the amplitude of the ultrasound 

wave doubles the associated variations in pressure, density, displacement and particle 

velocity.  Under those circumstances simple and useful formulae exist that relate the 

sound's frequency, amplitude, intensity, particle displacement, etc., assuming that the 

pressure wave varies sinusoidally in space and time (Again, Kinsler et al, 1982).  

However, those formulae and the sinusoidal concept on which they rest break down 

when the amplitude of the sound increases sufficiently and/or the wave propagates 

sufficiently far (Christopher and Carstensen, 1996).  For example, in an unbounded 
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medium the initial "sine wave" form of the acoustic wave will evolve into a sharpened 

saw-tooth structure through the processes of diffraction, absorption, and focusing.  A 

useful example comes from the field of lithotripsy (Sapozhnikov et al, 2007).There the 

application of high-intensity pulses of focused ultrasound breaks up calcified stones 

within the kidney and gallbladder, standard applications create a short acoustic wave 

train whose shape is far from sinusoidal, with peak positive pressures of up to 50 MPa 

that come and go within a few nanoseconds, and peak negative pressures of up to 1 

MPa that last a few microseconds.  One can represent these nonlinear waves via a 

Fourier series as a sum of sinusoids of increasing frequency relative to the frequency of 

the initial sinusoid.  Within this description, one can say that that the acoustic wave 

becomes nonlinear via the generation of harmonics of the fundamental wave as the 

latter propagates and/or grows. 

 

3. Acoustic Attenuation as Absorption Plus Scattering 

As unfocused sound propagates through a medium, its amplitude decreases.  It 

does so in part because the medium absorbs the sound and in part because the 

acoustic energy is scattered in a direction away from the propagation direction (Dunn et 

al, 1969).  The relative amount of absorption versus attenuation in biological tissue 

depends significantly on the type of tissue.  To appreciate why tissue attenuates sound, 

we start with quantifying how much sound tissue attenuates.  The attenuation coefficient 

of ultrasound measures how much the amplitude of a propagating wave decreases as it 

propagates over a standard distance. For example, if a medium has an attenuation 

coefficient of 1 Np/cm (Np = Neper), this means that as the sound propagates 1 cm its 
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pressure amplitude has shrunk to 1/e of its original value. The book by Duck (Duck, 

1990) organizes many fundamental constants describing ultrasound properties such as 

the attenuation coefficient, and is a required reference book for anyone working in 

ultrasound. 

At 1 MHz the attenuation coefficient in water at room temperature is 0.00025 

Np/cm, a negligible amount in the laboratory and significant only over kilometers in the 

ocean.  In pure water, attenuation occurs through thermal relaxation of the water 

molecule, with a few additional molecular relaxation mechanisms that correspond to 

each of the typical chemicals in salt water.  However, attenuation in biological tissue at 

1 MHz is significantly higher, owing at least to increased absorption and also to 

increased scattering.  For example, the attenuation coefficient for whole blood is 0.024 

Np/cm while for plasma (whole blood minus red and white cells and platelets) it is 0.008 

Np/cm.  The different attenuation values for plasma and whole blood at the same 

frequency arise mostly because of scattering of the sound by the cells in whole blood, 

an attenuation mechanism missing from plasma.  The different attenuation coefficients 

for plasma and water at the same frequency also arise because the individual proteins 

in the plasma absorb sound more efficiently than water, since proteins have many more 

degrees of freedom available than water molecules. However, although the levels of 

attenuation at 1 MHz differ as described, ultrasound attenuates more quickly in water as 

a function of increasing frequency than in biological tissue: attenuation increases as the 

square of the frequency in water but as only a little more than the first power of 

frequency in most tissue.(This means that the generation of higher and higher 

harmonics of a propagating ultrasound wave described above will eventually curtail due 
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to the increase in attenuation of the higher frequency waves.) At 1 MHz, liver has an 

attenuation coefficient of 0.08 Np/cm, larger than that of plasma, because liver has a 

greater concentration of proteins.  Interestingly, pureed liver has a comparable 

attenuation coefficient to that of whole liver, thus showing that it is absorption on the 

molecular scale rather than at the scale of tissue structure that causes acoustic 

attenuation (Pauley and Schwan, 1971).  The majority of papers on physical 

mechanisms of attenuation speak about multiscale springs within tissue responding in 

different, but coordinated ways as an ultrasound wave propagates through the tissue.  

(A particularly pleasing example of this is offered by Kelly and McGough (2009), who 

consider a fractal distribution of springs.)  

Note, however, that scattering from discrete structures in tissue decreases the 

net transmission of ultrasound waves to a given point of interest, contributing to an 

effective increase in attenuation above the molecular mechanisms I have just 

discussed.  Collagen is the common protein in biological tissue, and its concentration in 

tissue correlates well with acoustic attenuation due to absorption.  For example, at 2.2 

MHz and body temperature, white matter in the brain has an attenuation coefficient of 

0.121 Np/cm, while gray matter has an attenuation coefficient of 0.072 Np/cm, and 

white matter absorbs more sound than gray matter.  Finally, human lung tissue has an 

attenuation coefficient of 3.5 Np/cm at 1 MHz, owing almost entirely to the scattering of 

sound rather than to absorption, while bone at 1.0 MHz has an attenuation coefficient of 

2.5 Np/cm, almost entirely owing to absorption rather than to scattering. 

Absorption of sound in tissue can produce physical and chemical effects in 

biological media.  These include the generation of heat, the addition of momentum, and 
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the production of bubbles, the latter known as “acoustic cavitation.”  I will now discuss 

these phenomena. 

 

4. Physical and Chemical Processes Engendered by Medical Ultrasound 

4.1 Heat Generation and Thermal Index 

Sound absorbed by tissue generates heat at the site of absorption in a process 

described mathematically by the negative gradient of the energy flux vector of the sound 

field (Jain, 1983; ter Haar G and Coussios, 2007).  When the acoustic waves are linear 

or weakly nonlinear, that heat-generation term reduces to a quantity proportional to the 

intensity of the signal and absorption (not attenuation) coefficient of the tissue, although 

for most applications the attenuation coefficient replaces the absorption coefficient, 

primarily because the attenuation coefficient is easier to measure than the absorption 

coefficient.  The “bio-heat” equation describes the various processes that affect the 

translation of heat generated by ultrasound into increases in the temperature of tissue.  

It does so by codifying the net effect of tissue diffusion, heat capacity, and density along 

with the spatially integrated action of capillary beds, which can “perfuse” heat away from 

the acoustic source of heat as long as the tissue remains undamaged. Arteries or veins 

conduct heat away from a site also, and their presence within real and modeled tissue 

severely alters the temperature effects induced by ultrasound. Under therapeutic 

conditions, the temperature can approach 100°Cin a fraction of a second (ter Haar G 

and Coussios, 2007).  This rapid temperature rise can denature tissue, useful for 

“cooking” cancer cells as a way to kill them, or even vaporize tissue, useful for ablation-

based therapies for killing cancer, or for re-opening passages within the body, for 
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example.  (We discuss these applications in the section on therapeutic ultrasound.)   

However, such effects are to be avoided when applying ultrasound diagnostically.  The 

thermal index gives a measure of the temperature rise induced in tissue under 

diagnostic conditions (Kremkau, 1998).  It is based on conservative estimates of the 

average heat generated within tissue and takes into account transducer characteristics 

that govern the intensity of sound at the site of acoustic heat generation as well as 

attenuation as the wave propagates through intervening tissue.     

 

4.2 Acoustic Radiation Pressure 

Sound absorbed by tissue and fluids not only adds heat but also adds 

momentum to those tissues and fluids via a force known as the “acoustic radiation 

force,” created by the negative of the gradient of “radiation pressure” induced by 

acoustic waves (fun references include Rudenko et al, 1996; Sarvazyan, 2010).  When 

an acoustic wave with constant properties (intensity, frequency well defined over a 

single pulse) deposits momentum in a substance away from boundaries, the sound 

effectively pushes the substance in a time-independent way in the direction of acoustic-

wave propagation.  In water, this process shows up as a steady current moving away 

from the transducer known as “acoustic streaming.”  Within tissue, this process strains 

the tissue by attempting to move it away from the acoustic source. Knightingale and 

colleagues (e.g., Palmeriand Nightingale, 2010) have developed sophisticated means of 

generating and analyzing the resulting tissue deformation (see Figure for an example of 

their technique, here applied transcranially to living rat brain). Myers (2006) offers a 

means of calculating the maximum displacement of tissue generated by this force.  
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Finally, the presence of a bubble or any large impedance mismatch increases the 

acoustic radiation force generated by the absorption of ultrasound.  

 

Figure 1. An example displacement of living rat brain, where a single pulse of 

focused ultrasound was applied through the skull of a rat for 10 milliseconds in duration, 

with a comparable relaxation time.  The maximum displacement measures less than the 

radius of a typical human hair. 

 

If two (or more) confocal transducers apply at their mutual focus ultrasound with 

slightly different frequencies, the resulting momentum will deposit with a ‘beat’ 

frequency such that the tissue will move at that frequency, in a field now known as 

vibroacoustography.  Analysis of the resulting acoustic emissions gives information 

about the properties of the material at the focus, such as its stiffness. Greenleaf and 
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colleagues developed this original idea (Greenleaf BLAH), generating interesting 

images of arterial plaque, defects in industrially derived materials and other relevant 

examples where variations in stiffness can be expected. One may find a detailed study 

of the physics of vibroacoustography in Silva and Mitri (2011). 

 

4.3 Acoustic Cavitation 

Excellent surveys of cavitation review bubble formation and growth; bubble 

dynamics (the properties and behavior of isolated or communities of bubbles when 

stimulated by ultrasound, including bubble scattering and emission); mechanical effects 

of bubbles, including microstreaming and hydrodynamic jet and shock formation; and 

sonochemistry.  Here I would include classics such as Leighton (1994); Brennan (1995); 

and Young (1989); with recent review articles focusing on cavitation and contrast agents 

(discussed below), such as Wu and Nyborg (2008 – early pioneers of ultrasound in its 

many forms) as well as Ferrarra’s recent article (Caskey et al, 2011), among many.  All 

these physical and chemical processes can occur in vivo with generally profound 

biological consequences.  Given the existence of existing survey articles and books 

focused on cavitation, I shall highlight only essentials here before moving on to their 

applications. This general discussion of cavitation will focus on acoustic and bubble 

behavior in solutions, sometimes adjacent to (tissue) boundaries where current 

understanding has its firmest underpinnings.  Exciting observations in vivo (e.g. Chen et 

al, 2011) support the utility of this approach. 
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5. Bubble Formation and Growth 

In practice water will cavitate at low ultrasonic frequencies at pressure 

amplitudes of a few tenths of a MPa. However, in theory the threshold for cavitation of 

water should be a hundred times this pressure, based on the tensile strength of pure 

water. A significant reason for this disparity is the presence of impurities within water 

(Crum and Fowlkes, 1986).  Examples include dust, which can trap minute quantities of 

gas within cracks on its surface, or microbubbles within the fluid stabilized by a skin of 

surfactant. (Electromagnetic radiation in the form of gamma rays represents another 

source of cavitation nuclei, independent of the purity of the liquid.) These are nascent 

bubbles, or “cavitation nuclei.” The amplitude necessary to form a bubble from these 

sources, known as the “cavitation threshold,” increases with increasing frequency and 

surface tension, for example, among a host of other parameters.   

Once created, the oscillating sound field will cause the bubble's size to oscillate 

within an acoustic cycle. Continued acoustic stimulation of a free bubble will cause that 

bubble to grow, at least initially, via a process known as "rectified diffusion.”Rectified 

diffusion (Crum, 1984) describes the net effect on bubble size over a few to many 

acoustic cycles of changes in both the concentration gradient of diffusing gases near 

the bubble's surface (generally of prime importance) and the surface area of the bubble 

(generally of secondary importance) within an individual acoustic cycle.  Briefly, as a 

bubble expands the bubble's surface area grows as does the concentration gradient of 

the gas adjacent to the bubble’s surface within the liquid.  At the same time, the 

concentration gradient of the gas inside the bubble adjacent to the bubble surface 

decreases.  All these factors increase the flux of gas from the outside of the bubble to 
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its inside.  When the bubble's size decreases, the surface area decreases and the 

changes in gas concentration gradient adjacent to the bubble's surface reverse.  The 

net result is an increase in the flux of gas from the inside to the outside of the bubble.  

However, because of asymmetry in this process (the surface area of the bubble is larger 

when the bubble is big compared to when it is small), the bubble grows minutely with 

each acoustic cycle and significantly over many acoustic cycles. 

 

5.1 Bubble Dynamics 

Bubbles, like springs, have a primary resonant frequency. For bubbles, this 

frequency varies inversely with the bubble’s radius and also strongly depends on gas 

content and surface tension among other factors.  (Leighton, 1994 offers a masterful 

text on this and other processes involved in cavitation.) Newly formed bubbles within 

relatively weak acoustic fields often have a resonant frequency that is different from the 

applied frequency, making their temporal variations in volume both within an acoustic 

cycle and over many acoustic cycles initially small and sinusoidal.  (“Stable” or non-

inertial cavitation refers to bubbles undergoing such relatively simple volumetric 

changes where factors in addition or instead of the inertia in the surrounding fluid 

govern the bubble behavior.) Under these circumstances the bubbles both scatter 

sound (because of their geometric properties and their impedance mismatch with the 

surrounding fluid) and emit sound (via the compression and rarefraction of the liquid 

surrounding the bubble) at the frequency of the applied signal. Generally the emitted 

sound has a larger amplitude than the scattered sound.  As the bubbles grow toward 

their resonant frequency (which can happen in only a few cycles) or, as the applied 
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sound field increases, the volumetric changes in the bubble evolve to more complex 

functions of time within an acoustic cycle, as do the acoustic emissions, whether or not 

those changes remain radially symmetric.  As a function of growing bubble amplitude, 

those emissions first include the superharmonics of the applied signal.  Eventually, the 

once stably oscillating bubble collapses violently and/or becomes asymmetric.  The 

individual “mother” bubble may break down at this point into a small cloud of 

microbubbles - known as "daughter" bubbles.  With continued acoustic stimulation, the 

process of bubble growth and eventual destruction will re-commence.  Without 

continued acoustic stimulation the bubbles will eventually decay or float away. With an 

appropriately timed re-start of the applied sound, as in pulsed applications of 

ultrasound, these daughters may be optimally configured for acoustically driven growth 

or violent collapse, as desired.  Before the finish of possible daughter production, but 

requiring continued acoustic stimulation, will be larger-amplitude, broad-band acoustic 

emissions over a greater range of frequencies and the eventual emission of multiples of 

the subharmonic of the applied signal.  The detection of these emissions via a 

hydrophone(e.g. various papers by Ron Roy such as his early paper Roy et al 

(1990)offers a means of remotely assessing the level of cavitation activity within 

insonified material and often correlates with a variety of mechanical and chemical 

effects associated with cavitation, to which we now turn. 

 

5.2 Microstreaming 

Pulsating bubbles generate vorticity and hence a viscous boundary layer within 

the liquid adjacent to their surface.  The shear in this layer will stress any material in the 
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solute close to the bubble.  Also, the oscillations of the bubble help bring material from 

afar into the vicinity of the bubble via the induction of a generally steady flow in the fluid 

known as acoustic microstreaming (e.g. Nyborg, 1965; Leighton, 1994) 

There exist a number of studies whose central scientific principle is the use of an 

isolated bubble (mounted on the end of a minute tube, for example, or induced by a 

vibrating wire) or a collection of isolated bubbles (formed by hydrophobic membranes 

containing gas-filled micropores) to allow controlled study of the stable-cavitation 

process. Rooney (1970) made use a 250-mm diameter bubble suspended at the end of 

a small tube within a vial of red blood cells stimulated by a 20-kHz sound source to 

measure the shear stresses necessary to create hemolysis.  This value - about 450 Pa 

– was consistent with those determined experimentally with a standard viscometer, 

validating the supporting theory. Miller et al (1979) shows platelet aggregation created 

by a stably cavitating bubble. A much more recent example developed more analytical 

detail and documented analytically and in video the powerful shear forces around 

cavitating bubbles and their effect on cells (Marmottant and Hilgenfeldt, 2003). Also, 

Coakley and Nyborg (19778)make an instructive calculation of the strength and reach of 

microstreaming for a microbubble with a resting radius of 3.3 mm that is resonant at 1 

MHz.  For a weak, driving pressure of 5,000 Pa, the bubble’s amplitude variation will be 

a tenth of its resting radius.  Platelets in saline drawn to the bubble’s surface will arrive 

there with a velocity of about 1.3 m/s, while platelets two resting radii away from the 

center of the bubble will approach with a velocity of 0.0004 m/s, which gives a sense of 

the reach of the streaming field.  Nonetheless, these velocities are significant: they 
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calculate that it would take about 0.003 s to clear the space around the vibrating bubble 

out to two resting radii from the center of the bubble. 

Bubbles are not ordinarily present within the fluid within human beings but can 

and have been introduced to enhancing imaging and to disrupt the blood-brain barrier, 

as we discuss below. (Tanter’s group has performed an interesting study searching for 

cavitation in sheep’s brain – Gateau et al, 2011.)   This means that without their 

introduction, for medical ultrasound to be dangerous in vivo it must initiate as well as 

stimulate acoustic bubbles. This generally requires the production of “inertial cavitation,” 

to which we now turn. 

 

6. Inertial cavitation and associated material stresses 

A bubble may collapse asymmetrically because its amplitude becomes large 

enough that only inertial forces govern the collapse (during the process of “inertial” 

cavitation) or because it is near an interface such as that formed by a container, blood 

vessel or another bubble.  The result will be irregular and a-periodic microstreaming and 

hydrodynamic jet formation.  This microstreaming has been recently documented using 

in vivo and ex vivo videography to stretch, deform and tear at blood vessels within reach 

of the bubble (again, Chen et al, 2011), a desirable process for therapeutic effects such 

as facilitating drug delivery, a dangerous process in the context of most diagnostic 

applications of ultrasound.  

The inertial collapse of a bubble can occur within a single acoustic cycle, and 

therefore the potential for inertial cavitation cannot be eliminated even for very short 

pulses of ultrasound.  This fact forms the basis of the analysis behind the creation of the 
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"mechanical index" (by Apfel and colleagues – Holland and Apfel, 1989; Apfel and 

Holland, 1991), an index used in diagnostic ultrasound machines to avoid the possibility 

of inertial cavitation in vivo, to which we turn now. 

 

7. Mechanical Index 

For diagnostic purposes, cavitation poses an obvious danger when one 

considers the mechanical, thermal, and chemical effects associated with it.  Apfel and 

Holland, noted above, developed a conservative measure for the onset of inertial 

cavitation of a pre-existing bubble subjected to one cycle of applied acoustic pressure, 

called the "mechanical index."  They chose inertial cavitation because associated with it 

are the potentially deleterious processes one can expect due to cavitation in the human 

body, where stable cavitation is quite unlikely.  This measure is proportional to the peak 

negative pressure amplitude and inversely proportional to the square root of the 

frequency of the applied sound.  Its governing assumptions include isothermal growth of 

an optimally sized bubble, the neglect of gas diffusion into the bubble, and that the fluid 

surrounding the bubble is incompressible.  (All these assumptions produce the most 

violent bubble collapse, making the mechanical index as conservative as possible.)  

Their theory predicts the value of the mechanical index associated with the 

circumstances under which their theoretical bubble produces internal temperatures of 

5,000°C, which they argue diagnostic ultrasound machines should not exceed.  Their 

basic approach has been accepted, and diagnostic ultrasound machines display a 

measure of the mechanical index that varies from application to application based on 

extensions of the original work of Apfel and Holland.   
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Hynynen (1991) measured the cavitation threshold in muscle.  It remains the 

definitive experimentally determined reference on the subject.  Interestingly, cavitation 

in tissue may explain observations of significant (around 10°C) increases in temperature 

generated within tissue or in vitro, because of simultaneous measurements of strong, 

broadband acoustic emissions and hyper echogenicity within the tissue (e.g., Holt and 

Roy, 2001).  This points to the presence and therefore possible thermal significance of 

bubbles in the same area as the large temperature rise of a size too large to be 

explained by standard, bubble-free absorption of ultrasound by the tissue.  This 

represents an area of on-going research; the current consensus is that focal generation 

by cavitating bubbles of a large range of harmonics of the incident ultrasound energy 

causes rapid generation of heat local to the bubble due to the absorption of those 

harmonics, hence a rapid temperature rise in the tissue (Holt and Roy, 2005). 

 

8. Diagnostic Ultrasound 

8.1 Standard Diagnostic Imaging 

There exist a multitude of useful and practical overviews of diagnostic ultrasound.  

A classic text is Kremkau (1998).  The basic concept of diagnostic ultrasound resides in 

the notion that sound backscattered from tissue does so as a function of the acoustic 

impedance and position of that tissue, and that the acoustic impedance and position tell 

you something fundamental about the tissue.  In standard applications, that “something 

fundamental” is the structure and hence identity of the tissue. So-called “A” mode 

ultrasound produces a simple, one-dimensional trace of backscattered echoes.  This 

modality is useful for applications of diagnostic ultrasound to the eye, for example, 
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where capturing structure in more than one dimension is not the issue.  In “B” mode 

imaging, a series of “A” mode scans at different angles from the diagnostic source are 

collected together to form two-dimensional maps of the backscatter values as functions 

of distance and angle relative to the acoustic source/receiver.  In “M” mode imaging, an 

A mode scan is followed in time, producing a time-distance trace that finds particular 

use in imaging the heart with its periodic motion.  Besides imaging stationary or moving 

structure, one can measure the speed and direction of moving tissue and fluids (blood is 

by far most analyzed in this fashion) via “Doppler imaging.”  Doppler imaging takes 

advantage of the fact that blood moves relative to the direction of acoustic wave 

propagation to create images based on the strength and direction of the Doppler shift in 

the backscattered signal.   

Important clinical examples of Doppler for the brain including monitoring for 

vasospasm (the constriction of cerebral blood vessels, producing ischemic damage 

downstream of the blood vessel), and emboli entering the brain, which can occlude 

blood vessels through the formation of blood clots, again producing ischemic effects 

(e.g., Tsivgoulis et al, 2009).The practical details of these existing imaging methods, the 

avoidance of bioeffects, and the search for new imaging modalities make diagnostic 

ultrasound a challenge.  As an example of an imaging detail, diagnostic ultrasound 

based on acoustic backscatter requires the careful interleaving of transmitted and 

received acoustic energy with the assumptions that one can translate time of flight into 

distance using a standard speed of sound. Artifacts in acoustic images can arise when 

these assumptions break down.  Also, acoustic shadows form within tissue owing to the 
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strong absorption of sound by one tissue type that lies between the acoustic source and 

another tissue type. 

However, when successful, diagnostic ultrasound can create spectacular images, 

useful for diagnostic of peripheral and central nervous system disorders.  For example, 

a paper by Kermarrec et al (2010) demonstrated the surprising anatomical detail 

afforded by recent diagnostic ultrasound machines for imaging peripheral nerves and 

their associated diseases in a manner that compares favorably with MRI. Peripheral 

nerves consist of axons, Schwann cells, and connective tissue sheaths. The 

endoneurium is a connective tissue sheath consisting of loose vascular connective 

tissue and extracellular fluid. A peripheral nerve is held together by the epineurium and 

consists of one or more nerve fascicles, which in turn is made up of bundles of 

endoneurium and nerve fibers. Currently, ultrasound provides the greatest resolution for 

peripheral nerves, is non-invasive, and low-cost. It also provides dynamic imaging and 

is capable of being moved to image the entire length of a peripheral nerve. Some recent 

major improvements to ultrasound that make it even more useful for imaging peripheral 

nerves include high frequency high-resolution broadband transducers, artifact reduction 

software, and real-time spatial compound ultrasound. Ultrasound’s high resolution 

allows clinicians to detect lesions on nerve fascicles and differentiate them from lesions 

of the interfascicular epineurium. Extended field-of-view techniques allow clinicians to 

more easily depict neurogenic tumors, as the technique displays the abnormal structure 

and the adjacent structures as a whole, making it possible to measure large lesions and 

tumors. MR, in contrast to ultrasound, does not have a high enough resolution to image 

small distal nerves. Ultrasound is also advantageous in that it is cheaper than an MRI 
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machine, has a higher spatial resolution, can travel along a nerve, and has dynamic 

imaging capabilities. Disadvantages to the use of ultrasound for diagnostic imaging of 

peripheral nerves include operator dependency, especially a steep learning curve, and 

the inability of high-frequency ultrasound to resolve deep nerves due to its high 

attenuation by the intervening tissues. 

 

8.2 Sonoelastic Imaging 

A physician’s palpation of tissue--essentially, a low-frequency interrogation of the 

elastic properties of tissue--gives them information on tissue not contained within 

standard diagnostic images. Sonoelastic imaging works on the principle behind 

palpation by taking advantage of the fact that differences in elasticity between tissue 

types may range over several orders of magnitude, whereas differences in acoustic 

impedance (the sound velocity times the density of the material) vary by less than an 

order of magnitude. To perform sonoelastic imaging one first creates a standard B-

mode image of the tissue in question.  One then displaces the tissue, and collects 

another B-mode image. Direct comparisons of the two images – specifically, direct 

comparison of highlights in local ultrasound speckle patterns - highlight regions with 

different elastic properties.  This is because softer tissue will move more for a given 

push than stiffer tissue from one B-mode image to another.   

For example, consider Scholz et al (2007), who used ‘exogenous’ imaging to 

image tumors in patients with brain lesions. They achieved this exogenous imaging by 

vibrating the brain tissue directly using an ultrasound scan head. Selbekk et al (2005) 

has shown that elastographic imaging can be done intra-operatively through 
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‘endogenous’ imaging, using the natural pulsatility of the brain from the pulsatile arterial 

blood to generate tissue displacements and measure the stiffness of the brain tissue. 

These measurements of strain were used to aid in tumor interpretation based on spatial 

variations in the pattern of strain, images with larger dynamic range, hence greater 

contrast, than B-mode images, with their basis in differences in tissue density and bulk 

compressibility. 

Kucewicz et al (2007, 2008) created images of endogenous brain tissue 

displacement in healthy humans, images whose average amplitude varied with arterial 

CO2 blood gas concentration, a known determinant of brain tissue pulsitilty, and with 

brain use: in essence an ultrasound-based functional brain mapping technique.  With 

that technique we have imaged traumatic brain injury in preliminary studies (Figure). 

 

Figure 2. B-mode, transcranial image of human brain after TBI (left) with 

simultaneously measured endogenous tissue pulsatilty image (right). The hemorrhagic 

contusion preferentially scatters diagnostic ultrasound back to the scan head (B-mode 

imaging) and elevates the local pulsatility of the tissue. 
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Another ultrasound technique (Tanter et al, 2008) tracks shear waves 

propagating through tissue to create quantitative estimates of the shear modulus of 

tissue.  Here, specialized sequencing of a conventional US diagnostic probe generates 

a series of impulsive pushes of tissue via the acoustic radiation force associated with 

focused diagnostic ultrasound, thereby creating transient, propagating and non-

destructive shear waves.  While the shear waves propagate the device rapidly switches 

its ultrasound protocol to an ultrafast diagnostic image acquisition (on the order of 

thousands of B-images per second) to image the propagating shear wave.  Local 

measurement of shear-wave propagation yields a direct estimate of the local shear 

modulus of the tissue through which the shear wave propagated. 

We used a diagnostic ultrasound machine produced by SuperSonic Imagine, Inc 

(SSI) to image variations in stiffness associated with ischemic stroke within the brain’s 

of mice. A difference in stiffness values can be seen between ischemic brain and 

normal brain as seen in figure below. Tanter’s group currently leads this effort, 

producing beautifully detailed images of rat brain using a commercial machine based on 

tracking propagating shear waves. 
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Figure 3. Coronal image of perfusion-fixed mouse brain after stroke taken with a 

research version of the commercial Super Sonic Imagine device. Color maps the 

quantitative modulus of the brain, with red denoting stiffer tissue, yellow to blue denoting 

softer tissue. Gray background denotes superimposed conventional B-mode ultrasound 

image.  Here the ischemic tissue has taken up more fixative than normal tissue, 

producing stiffer brain tissue on imaging.   

 

8.3 Contrast Agents 

The previous discussion of cavitation has laid the groundwork for this section, in 

which I focus on exogenous acoustic contrast agents.  Here we define “acoustic 

contrast agent” as an artificial bubble on the order of one micron in radius placed within 

the blood stream for the purpose of increasing the usefulness of an ultrasonic diagnostic 

process by virtue of the difference in acoustic properties between the agent and the 

biological tissue or fluid.  One can attach a variety of substances to contrast agents – 
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DNA, drugs, antibodies – to facilitate their targeting for specific imaging purposes, or to 

create a therapeutic effect (reviewed in Caskey et al, 2011).   

As stated above, manufactured acoustic contrast agents are typically micron-

sized artificial bubbles placed within the blood stream for the purpose of increasing the 

brightness of (desirable parts of) images created with diagnostic ultrasound. Contrast 

agents are typically brighter than the tissue in which they reside most importantly 

because the contrast agents are acoustically active bubbles that ultrasound stimulates 

to emit sound more than the surrounding tissue can backscatter sound.  In addition, 

contrast agents, like regular bubbles, oscillate in the presence of ultrasound, thereby 

emitting ultrasound, at both the incident frequency in addition to harmonics of that 

applied frequency.  Monitoring those acoustic emissions with a diagnostic ultrasound 

machine lies at the foundation of "harmonic imaging."Specifically, one applies 

ultrasound at a given frequency to tissue perfused with contrast agents then listens for 

the emission by the contrast agents of sound at generally twice that frequency.  Since 

those harmonic emissions have much larger amplitude--by a factor of 1000--than that 

scattered by tissue the regions carrying the contrast agents stand out significantly in 

images made using the harmonic emissions, thus facilitating the imaging of fine 

structure within the tissue.  

Assaying the quality of the local vasculature represents a clinically useful 

application of contrast agents for imaging.  The first step requires achievement of 

steady-state perfusion of tissue by contrast agents under ultrasound imaging, followed 

by application of a relatively intense burst of ultrasound within a volume of tissue of 

interest.  This burst destroys the contrast agents at the focus, changing that region’s 
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ultrasound backscatter signature from bright to relatively dark.  The user then tracks the 

temporal evolution of the re-entry of contrast into the region of interest by tracking the 

rate of return of high-ultrasound backscatter within that region.  Relative to control tissue 

– either from a cohort of healthy volunteers or from contralateral tissue, gives a 

measure of the vascular health of local tissue.  Meairs and colleagues (Meairs et al, 

2000) produced a lovely early example of a clinical application of this approach, 

whereby they images two hemispheres of the brain of a patient who had an ischemic 

stroke.  The hemisphere ipsilateral to the stroke took much longer to re-perfuse than the 

contralateral hemisphere, consistent with the reduced blood flow one would expect to 

find distal to a major stroke. 

It is possible to target acoustic contrast agents to tissues of interest to the 

clinicians through placement on the bubbles ligands that bind the bubbles to that tissue.  

Where there exist unique and fairly common cell markers – often for peripheral tumors – 

acoustic contrast agents have found utility enhancing the ability of ultrasound to create 

clinically useful images.  This remains very much an area of early investigation for brain, 

where unique and wide-spread cell-surface markers for primary brain tumors remain 

largely unidentified. 

Imaging fine structure and blood flow within a fetus in utero represents another 

exciting (and potentially perilous) application of contrast agents with ultrasound for 

diagnostic purposes.  A particularly fascinating study (Denbow et al, 1997) showed that 

contrast agents injected into one of a pair of fetal twins in utero led eventually to the 

appearance of those contrast agents in the other twin, thus confirming the diagnosis 

that the circulation system of each twin communicated with the other through their 
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connection with the mother.  The researchers reported no adverse side effects.  

Concern for fetal harm makes such applications the exception rather than a rule. 

Diagnostic ultrasound’s safety has been extensively studied, as reviewed 

numerous times (Abramowicz, 1997; ISUOGEC, 2007). A recent paper raises 

interesting questions about large doses of diagnostic ultrasound, such as one might 

encounter during pregnancies that result from in vitro fertilization, where monthly 

monitoring, or more, is the norm.  In this paper (Ang et al, 2006) they insonified 

pregnant mice in 15-minute sessions for a range of total insonification times from 15-60 

minutes.  They found disturbed neuronal migration into the cortex of the mice for total 

insonification times between 30-60 minutes relative to sham-treated controls. This is a 

topic worth watching.  In the meantime, by all means use diagnostic ultrasound to assay 

the health of the fetus following the usual rules: use just enough to get the data you 

need for the assay, and stop.  These are the guidelines in place now – worth following. 

 

9. Therapeutic Ultrasound 

The excellent book by Williams (1983) offers an extensive classic survey of the 

desired and undesired bioeffects of ultrasound as found in the literature prior to 1983.  

Readers interested in the roots of many aspects of therapeutic ultrasound should turn to 

this book. For a more recent survey, Jagannathan et al (2009) highlights the history of 

therapeutic ultrasound applied to the brain.  This represents a quite important summary 

worthy of detailed study.  Especially interesting to this reader is that the earliest 

applications of ultrasound were to the brain date to the time of the Great Depression, 

with serious and efficacious human trials in the 1950s led by the very famous Fry 
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Brothers, whose publications remain a source of inspiration and teaching, many 

decades later (Fry, 1958). 

Therapeutic ultrasound acts via the physical, chemical and thermal forces that it 

can generate, with its efficacy often affected in very specific ways by the biological 

disease, and the biological tissue to which it is applied.  In this section I first discuss 

general issues involving therapeutic ultrasound, then highlight several interesting 

applications specific to the brain. 

 

9.1 Rapid heating with ultrasound for therapeutic effect 

Cancer cells die when sufficiently warmed sooner than normal cells under the 

same conditions.  This has been codified in the classic paper by Dewey and Sapareto 

(1984).  Put briefly, for every 1°C increase in temperature above 43°C, where it takes 

approximately an hour to kill cells, the time necessary to kill cells via denaturation of 

proteins (this is what happens to the proteins in eggs when cooked for breakfast, for 

example) decreases by a factor of two.  As an example, when cells are warmed to 50°C 

it takes approximately two minutes to kill them.  Early work using ultrasound to create 

such modest increases in tissue temperature failed in practice because active and 

responsive perfusion by blood vessels at the capillary level (primarily) fought against the 

externally generated hyperthermia, made it difficult for researchers to maintain the 

appropriate temperature for the desired length of time.  Thanks to new transducer 

technology, the current approach is to rapidly raise the temperature of tissue focally with 

high intensity focused ultrasound (HIFU), thereby creating a therapeutic effect before 



Mourad PD (2013), “Therapeutic Ultrasound, with an emphasis on applications to the brain” in 
Nakamura K, Ueha S, eds. Ultrasonic transducers - materials design and applications.  
Woodhead Publishing Ltd. 

 

30 
 

significant perfusion and diffusion can bring the tissue temperature back down out of the 

therapeutic range. 

From the beginning, Ter Haar and colleagues have been among the world 

leaders in this field, with an emphasis on liver and prostate (ter Haar G and Coussios, 

2007).  Since liver surgery often produces dangerous amounts of bleeding, the ability of 

this methodology to cauterize tissue around the edges of where it kills tissue is 

particularly attractive.  Another attractive feature of acoustic surgery is its extracorporeal 

application, particularly compelling for treating prostate cancer, where damage to local 

neuronal tissue through standard surgery causes all kinds of issues for the patient.   

Problems remain with this therapy, however. A particularly interesting issue is the 

unwanted generation of cavitation within the tissue of interest.  Cavitation in the context 

of HIFU can cause the distortion of the intended acoustic lesion.  In particular, the lesion 

tends to grow towards the transducer by pre-focal heating apparently created by the 

backscatter properties of the bubbles formed at the initial site of cavitation.  This creates 

volumes of tissue destruction that may encompass tissue that the clinician would like to 

spare.  At the very least, cavitation within a given lesion tends to shield tissue beyond 

the site of cavitation, due to the large increase in acoustic impedance at the site of 

cavitation. 

Regardless of the kind of therapeutic effect one may wish to create within a given 

portion of the brain – heating, cavitation, or a combination there of, particularly 

problematic for using HIFU to treat the brain is the presence of the skull. As discussed 

above, bone severely attenuates propagating ultrasound.  It also distorts that 

propagation, rendering what would be a tight focus of HIFU with the size and aspect 



Mourad PD (2013), “Therapeutic Ultrasound, with an emphasis on applications to the brain” in 
Nakamura K, Ueha S, eds. Ultrasonic transducers - materials design and applications.  
Woodhead Publishing Ltd. 

 

31 
 

ratio of a grain of rice into one or several smears of ultrasound application.  Clinical 

devices such as by Insightec use magnetic resonance imaging (MRI) to guide HIFU 

emitted transcranially from a hemispheric distribution of hundreds of individual 

transducers. (O’Reilly and Hynynen, 2012)To paint a therapeutic volume of HIFU with a 

desired shape, users generate asynchronous emissions of HIFU from those transducers 

– a pre-distortion, if you will - such that after the sound crosses into the brain the sound 

propagates synchronously to create the desired HIFU shape and intensity at the target 

of interest. Design of the initial pattern of HIFU emission often requires knowledge of the 

propagation path the HIFU will encounter, derivable from CT images of the patient’s 

head.  A more recent approach focuses HIFU experimentally, by MRI-based monitoring 

then modulation of the shape and position of the HIFU focus through monitoring of the 

shape and position of displaced brain generated created by the acoustic radiation force 

(again, see the very recent review article by O’Reilly and Hynynen, 2012). 

Quite exciting work summarized in the review article by the Fry brothers dealt 

with the treatment of tremors in patients with Parkinson's disease (Fry, 1958; see the 

extensive review of the early literature – Jagannathan et al, 2009).  The researchers 

report that they were able to repeatedly create within a given human patient (they 

successfully treated 18 different patients in this fashion) the reversible alleviation of 

tremors, which they eventually removed permanently by a larger dose of ultrasound 

than that required to create the transient effects.  Apparently side effects of this 

procedure were minimal.   

This original work required neurosurgical procedures to expose the brain to 

facilitate HIFU delivery.  Very recently, Jeanmonod and colleagues (Martin et al, 
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2009)revisited this clinical problem, with modern, MRI-guided HIFU capable of 

generating therapeutic lesions in the central lateral thalamic nucleus of the brain’s of 

patients experiencing chronic pain.  The patients remained awake throughout the 

procedure, did not require any neurosurgical intervention to facilitate delivery of HIFU, 

suffered no adverse events, and months after the procedure a majority reported 

reduction of their pain. 

 

9.2 Thrombolysis 

Breaking up unwanted blood clots is a difficult process and often an invasive one.  

Studies over the twenty years or more (reviewed in Balucani and Alexandrov, 

2010)indicate that 1-MHz ultrasound at intensities of 1—8 W/cm2 accelerates the 

enzymatic reactions in thrombolysis rather than causing irreversible mechanical 

fragmentation, via a process known as ultrasound-enhanced thrombolysis.  Ultrasound 

seems to do so by enhancing the transport of reactants, since experiments in vitro 

demonstrate that ultrasound increases transport of plasminogen activators both into and 

within thrombi.  This is important because transport of reactants into and within thrombi 

is a rate-limiting step in fibrinolysis in vitro and therapeutically. The physical mechanism 

or mechanisms responsible for enhancement of fibrinolysis are unknown, but bulk 

heating alone is not a sufficient explanation. Cavitation could be important in systems 

exposed to air, for example, most in vitro experimental systems, or in animal models 

that include surgical exposure of the vessel. However, ultrasound also accelerates the 

destruction of blood clots in deep vessels within animal models under circumstances 

where cavitation is not likely to occur.  One example is in animal models of small vessel 
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injury. Another is electrically induced thrombosis, in which the method of vessel injury 

does not include introduction of gas.  Moreover, seminal in vitro work designed to 

assess the relative importance of cavitation versus other nonthermal acoustic 

mechanisms (acoustic streaming, for example) has found that only 50% of ultrasound-

enhanced thrombolysis in vitro can be explained by cavitation (Everbach et al, 1997).  

Despite uncertainty in the mechanisms by which ultrasound facilitates clot 

destruction, there exists clinical work using ultrasound alone (CLOTBUST–Alexandrov 

et al, 2004) or with acoustic contrast agents (TUSCON–Molina et al, 2009) have shown 

exciting results, with some reason for caution from TUSCON given the increased risk of 

too rapid reperfusion of the ischemic tissue and possibility of intracerebralhemorrhage. 

 

10. Ultrasound-facilitated delivery of drugs and antibodies into the brain. 

One of the more important and exciting applications of therapeutic ultrasound is 

to facilitate the delivery of therapeutic agents beyond the blood-brain barrier (BBB) into 

brain parenchyma to achieve a variety of therapeutic effects for big-time diseases such 

as tumors and any of the distressingly large number of neurodegenerative diseases. 

The BBB consists of specialized capillaries that form the lining of the blood vessels 

within the brain, a thick basement membrane, astrocytic endfeet and pericytes that 

restrict movement of chemicals that make it past or through the endothelial cells.  The 

specialized endothelial cells restrict the diffusion of microscopic objects and large 

molecules into brain tissue in part by having unusually snug connections between 

adjacent endothelial cells (called tight junctions) as well as deploying an extensive array 

of pumps that pump back into the blood stream most chemicals that make it into the 
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endothelial cells themselves.  One class of approach to getting drugs past the blood-

brain barrier includes implantation of drug pumps where they can place chemicals into 

cerebral spinal fluid.  Another approach consists of intra-hemispheric delivery of 

‘osmotic’ agents (mannitol and the like) that disrupt the blood-brain barrier for 15-30 

minutes.  Another class of approach connects therapeutic drugs to peptides that are 

known to pass through the blood-brain barrier – a kind of Trojan horse approach.  Like 

anything in life, these approaches have limitations, such as requiring a neurosurgical 

procedure, or exposing too much of the brain to the chemicals in the blood that can 

harm brain tissue, or delivering an insufficiency of drug. 

There are hints of ultrasound’s ability to disrupt the BBB in the 1950s and 1960s, 

always in the context of studying HIFU-induced lesions in brain. There was important 

new work in the field in the 1990s and early 2000s. Since then the technique has been 

honed extensively, primarily by the ‘Harvard’ group and their disciples ably reviewed 

recently in O’Reilly and Hynynen (2012).  

HIFU has been explored as a way to increase BBB permeability to drugs, to treat 

tumors (Mourad and Silbergeld, 2005; Tempany et al, 2011), and movement disorders, 

Alzheimer’s, etc (Hynynen, 2010; O’Reilly and Hynynen, 2012).  HIFU has many 

advantages in that it can noninvasively deliver a focused beam to a discreet region of 

the brain with minimal effects in adjacent tissue fields.  Originally, HIFU could only 

effectively be delivered through a cranial window (a hole in the skull).  Original studies 

delivered so much energy that the HIFU not only produced BBB disruption, but also 

necrosis of the surrounding brain tissue.  Later studies by Ballantine reduced energy 

levels that produced BBB disruption without tissue necrosis, although there were still 
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hemorrhagic areas (Ballentine et al, 1960).  These results led to the conclusion that 

further adjustment to HIFU parameters could produce BBB disruption without any 

damage, including hemorrhage, something we showed using HIFU delivered via cranial 

window (Mesiwala et al, 2002). Moreover, our electron microscopy showed that this 

method of ultrasound disrupted the tight junctions between the endothelial cells, which 

are responsible for the impermeability of the BBB. 

Follow-on work reported by Mourad and Silbergeld (2005) and at conferences 

made use of an intra-operative device working at comparable ultrasound parameters to 

disrupt the BBB at and near the surface of the brain (Figure 4) with dye flux volumes 

that were, on average, three times larger than the volume of damaged tissue. Parallel 

studies done with the same ultrasound system and tritiated chemotherapeutic agents 

relevant to the treatment of brain tumors demonstrated enhanced flux of those drugs 

from the bloodstream and into the same brain tissue that demonstrates enhanced dye 

flux. In this case, verapamil, a calcium channel blocker, was required to facilitate net 

drug flux, while dye always crossed the BBB.  

 

 



Mourad PD (2013), “Therapeutic Ultrasound, with an emphasis on applications to the brain” in 
Nakamura K, Ueha S, eds. Ultrasonic transducers - materials design and applications.  
Woodhead Publishing Ltd. 

 

36 
 

A   

B   

C   

Figure 4. A solid cone HIFU device for opening the blood-brain barrier intra-

operatively.  (B) When applied to the exposed cortex of rats, it reliably produced BBB 
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opening to Evans blue.  (C) This same procedure, with the addition of verapamil, 

facilitated net drug flux into brain tissue. 

Important papers demonstrating drug flux into brain facilitated by ultrasound, 

including the earliest to do so, include Treat et al (2007) and Raymond et al (2008). 

These and other studies of BBB disruption using ultrasound have not required calcium 

channel blockade for the delivery of drugs or antibodies to brain tissue, consistent with 

observations there exist a variety of mechanisms by which HIFU can facilitate drug 

delivery across the BBB, tied in part to the physics behind the particular mechanism 

(among others, Hynynen, 2010; McDannold et al, 2008). 

A particularly interesting set of papers includes Choi et al (2011) and Samiotaki 

et al (2011), who have explored the minimum ultrasound, by several measures, 

necessary to produce BBB disruption via the combined effect of HIFU and ACA.  They 

and others explored a range of low pressure (0.13-0.51 MPA), pulse length (typically 1-

10 cycles), pulse repetition frequency (10 Hz through 100 KHz) and duration (single 

session of 60s, or sets of 1000 pulses applied every 0.1 through 10 times per second 

for many minutes) with several ACAs (Definitity; Sonovue; etc).   

Choi et al (2011) in particular sought to use the minimum amount of ultrasound to 

achieve spatially uniform and reliable BBB disruption through balance of several 

parameters that minimally stimulate ACA in situ while also facilitating their focal 

replenishment via blood flow from outside the region of HIFU application.  They assayed 

for BBB disruption through quantification of dye flux into brain tissue. They successfully 

disrupted the BBB and minimized heterogeneity, which remained, however, pointing, 
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perhaps to a fundamental limitation of this technique, if clinical applications require 

homogeneous drug flux, that is. 

 

11. Neuromodulation by ultrasound 

The Fry brothers have been involved in much of the groundbreaking research in 

the application of therapeutic ultrasound to the brain.  In one extensive review article, 

William Fry (1958) notes, among other things, that ultrasound applied to the visual 

cortex of cat's brains can repeatedly suppress in a transient manner various phases of 

cortical potentials normally evoked by flashing light into the cat's eye.  This alteration of 

brain function by ultrasound has been the subject of recent work by Jamie Tyler, which I 

summarize here through attention to his latest articles. 

Tyler and colleagues (e.g., Tufail et al, 2010) have investigated the influence of 

low-intensity, low-frequency ultrasound (LILFU) on neuronal activity by transmitting US 

waveforms through hippocampal slice cultures and within intact mice.  They determined 

that LILFU can remotely and noninvasively excite neurons and network activity through 

activating voltage-gated sodium and calcium channels. For their work on mice they 

used single ultrasound pulses containing between 80 and 225 acoustic cycles per pulse 

for pulse durations lasting 0.16–0.57 ms and they were repeated at pulse repetition 

frequencies ranging from 1.2 to 3.0 kHz to produce spatial-peak temporal-average 

intensities of 21–163 mW/cm2 for total stimulus duration ranging between 26 and 333 

ms. They studied the influence of these pulsed ultrasound protocols on intact motor 

cortex by measuring the electrophysiological and behavioral effects of brain activation. 

The results provide strong evidence that pulsed US can be used to directly stimulate 
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neuronal activity and action potentials in intact brain circuits. For example, they 

observed motor circuit responses to ultrasound stimulation by acquiring simultaneous 

fine-wire EMG and videos of muscle contractions. The US stimulation method shows 

the high specificity as they were able to map the spatial distribution of neuronal 

activation triggered by transcranial pulsed US. 

To assess the safety of transcranial US brain stimulation in mice, they first 

examined how pulsed US influenced blood-brain barrier (BBB) integrity and observed 

no evidence that US produced damage to the BBB. Next they probed the cellular-level 

consequences of pulsed US on brain tissues using antibodies against cleaved caspase-

3 to monitor cell death and no differences were found between the control mice and the 

mice underwent US stimulation. Indeed, in all the results they presented, none showed 

significant differences on the structure of the BBB, cerebrovasculature, cell death and 

brain ultrastructure between the control mice and the mice underwent US stimulation. 

Hence, they concluded that it is possible to stimulate mouse cortex with their ultrasound 

protocols in a safe manner. 

 

12. Conclusion 

Study of the fundamental physics of ultrasound’s interaction with tissue leads 

directly to an understanding of both diagnostic and therapeutic ultrasound.  At its heart, 

ultrasound consists of a physical phenomena whose reflection from tissue is sensitive to 

the relative variations in density and compressibility of tissue in a manner that can be 

enhanced through the introduction of microbubbles in to the vasculature. This forms the 

basis of diagnostic ultrasound imaging, while those same factors can curtail the 
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effective propagation of ultrasound to deep tissues. The passage of an ultrasound wave 

through tissue leaves residual amounts of heat and momentum, minimized for 

diagnostic purposes, maximized in ways that depend upon the ultimate application, for 

therapeutic purposes.  When applied to the brain, the specifics of neuroanatomy, down 

to the molecular scale for drug delivery, must be taken into account to achieve ultimate 

clinical success.  This makes applications of therapeutic ultrasound for the treatment of 

brain disorders a particularly challenging field, and an important one, given the general 

intractability of many therapeutic modalities for such fearsome diseases as Alzheimer’s 

and Parkinson’s disease as well as brain tumors. 
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Evidence of Changes in Brain Tissue
Stiffness After Ischemic Stroke Derived
From Ultrasound-Based Elastography

eduction of cerebral blood flow after stroke produces
ischemia and edema in the ipsilateral hemisphere of the
brain and globally elevated intracranial pressure as well as

induces subtle effects in the contralateral hemisphere, the latter
known as diaschisis.1 Physiologic phenomena associated with
diaschisis include a substantial decrease in regional cerebral blood
flow of the contralateral hemisphere after middle cerebral artery
occlusion, as shown in cats.2 Furthermore, in addition to character-
ization of the progression of edema on the ipsilateral hemisphere,3
others have observed edema in the contralateral hemisphere after
ischemic injury on magnetic resonance imaging (MRI) as early as
9 hours after occlusion.4
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ORIGINAL RESEARCH

Objectives—Ischemia, edema, elevated intracranial pressure, and reduced blood flow
can occur in the brain as a result of ischemic stroke, including contralateral to the stroke
via a process known as diaschisis. In this study, ultrasound elastography, an imaging
process sensitive to the stiffness of tissue, including its relative fluid content, was used
to study changes in the stiffness of individual cerebral hemispheres after transient
ischemic injury. 

Methods—Elastographic images of mouse brains were collected 24 and 72 hours after
middle cerebral artery occlusion. The shear moduli of both ipsilateral and contralateral
brain hemispheres for these mice were measured and compared to corresponding values
of control animals. 

Results—At 24 hours (but not 72 hours) after induction of ischemic stroke, there was a sig-
nificant decrease in the shear modulus in the ipsilateral hemisphere (P < .01) and a signifi-
cant increase in the shear modulus in the contralateral hemisphere compared to that of
control animals (P < .01). Significant differences were also evident between ipsilateral and
contralateral shear modulus values at 24 and 72 hours after infarction (P < .01 for both). 

Conclusions—The differences between intrahemispheric averages of shear moduli of
the brains of animals with stroke at 24 and 72 hours after stroke induction likely reflect
the initial formation of edema and reduction of cerebral blood flow known to develop
ipsilateral to ischemic infarction, the known transient increase in intracranial pressure,
as well as the known initial reduction of blood flow and subsequent development of
edema in the contralateral hemisphere (diaschisis). Thus, elastography offers a possible
method to detect subtle changes in brain after ischemic stroke. 

Key Words—cerebral stroke; diaschisis; elastography; middle cerebral artery occlusion;
ultrasound 
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Elastography has been used for many years to detect
tissue stiffness and is growing in importance for breast cancer
diagnoses.5 One elastographic method evaluates tissue
stiffness by analyzing the rate of propagation of mechani-
cal shear waves generated within tissue through a variety
of means, using various ways of monitoring the propaga-
tion of those shear waves, such as MRI6 and sonography.7

Ultrasonic shear wave elastography measures local
tissue stiffness by assaying ultrasound-induced shear wave
propagation. Specifically, the transducer uses the acoustic
radiation force to push on the tissue in a focal manner,
which creates a shear wave that propagates transversely
from its initiation site (Figure 1, A and C). The local speed
of shear wave propagation is proportional to the Young
modulus with the following relationship: E = 3ρc2, where
E is the Young modulus (kilopascals), a measure of the
resistance of tissue to shearing; ρ is the density (kilograms
per cubic meter), and c is the speed of shear waves (meters
per second). This particular version of ultrasound-based
elastography (known as shear wave elastography) is sensi-
tive to the average fluid content in tissue,7 since shear waves
do not propagate through fluid.

This imaging technique was developed to highlight
small, stiff, calcified breast lesions within a large, relatively
homogeneous field of view. In this study, following the
technique shown by Derieppe et al,8 we used it on small
heterogeneous tissue (the brains of mice after stroke),
where scattering of the propagating shear waves reduced
details from the image (Figure 1, B and C), to assay the
temporal evolution of hemispheric averages of brain tissue
stiffness after ischemic injury.

Materials and Methods

Middle Cerebral Artery Occlusion 
Male C57BL/6 mice (25–30 g) were used for the 45-minute
middle cerebral artery occlusion. Anesthesia was induced
by inhalation of 3% isoflurane and maintained with 1.5%
to 2% isoflurane. Body temperature was monitored through-
out the surgery with a rectal probe and maintained at 36°C to
38°C with a heating blanket. A midline incision was made on
the ventral surface of the neck. The right common carotid
artery was isolated and ligated, after which a 12-mm-long,
6-0 nylon filament was introduced and advanced up
through the internal carotid artery and into the middle
cerebral artery. Mice were kept under anesthesia for the
entire duration of the 45-minute occlusion. After the occlu-
sion, the filament was pulled back and removed from the
artery to allow for reperfusion. Cerebral blood flow in the
area was monitored during the occlusion and reperfusion

with a laser Doppler device (MoorLab laser Doppler per-
fusion monitor; Moor Instruments, Inc, Wilmington, DE).
Mice were euthanized either 24 or 72 hours later by cer-
vical dislocation.

Control animals did not undergo surgical preparation.
Pilot studies by us performed over the years have shown
no difference in brain structure as shown by MRI and
histopathologic examination between control animals that
received the sham surgery and control animals that received
no surgical procedure. Therefore, at the urging of our local
Institutional Animal Care and Use Committee, we chose
to use controls without surgery for this imaging study.
There were a total of 13 control mice and 16 mice that
underwent the middle cerebral artery occlusion procedure:
8 euthanized after 24 hours and 8 after 72 hours. All proce-
dures were approved by the University of Washington
Institutional Animal Care and Use Committee.

Ultrasound Image Acquisition 
Anesthesia was induced in the animals by inhalation of 3%
isoflurane and maintained at 1% to 2% isoflurane during
data acquisition. Hair was removed from the head to
decrease attenuation of ultrasound caused by air trapped
within the hair. The skull and skin were left intact. A custom-
made polyvinyl alcohol standoff 9 was used to maintain an
optimal distance of approximately 30 mm between the trans-
ducer and the bottom of the mouse brain. Ultrasound gel
(Polysonic multipurpose gel; Cone Instruments, Solon,
OH) was applied to the mouse and the standoff. The stand-
off was placed over the mouse.

An Aixplorer multiwave ultrasound system (SuperSonic
Imagine, Aix-en-Provence, France) with its linear SL 15–4-
MHz transducer was used to measure the shear modulus of
brain tissue in our animals. The transducer’s imaging fre-
quency ranged between 4.0 and 15.0 MHz, with a standard
center frequency of 8.5 MHz. Two types of images were col-
lected: shear wave elastography and B-mode. B-mode imag-
ing assessed the 2-dimensional anatomy of the brain region
from the echoes returning from tissue of different density.10

The B-mode gain was adjusted for clear visualization of the
skull. Shear wave elastography uses ultrasound-generated
shear wave propagation to measure the absolute tissue elas-
ticity displayed per pixel. In the shear wave elastographic
mode, the penetration depth was approximately 30 mm.7
Imaging was performed within a range of 0 to 180 kPa in an
unblinded fashion to minimize gross imaging artifacts asso-
ciated with the surrounding tissue and skull (Figure 2), since
typical brain shear modulus values lie between 2.7 and 25
kPa, as reviewed below. This method therefore blinded the
user to the imaging of the brain itself.6,11
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Figure 1. Shear wave propagation within a tissue phantom. A, Shear wave propagation with no lesion at an early time. B, Shear wave propagation

with scattering from a lesion on the top left side at an early time. C, Shear wave propagation with no lesion at a later time. D, Shear wave propaga-

tion with scattering from a lesion on left side at a later time. A and C show propagation without undue complexity in the shear wave, whereas B and

D show the back-propagation of a portion of the shear wave due to its scattering by a lesion in the tissue phantom.  Averaging of signals over time

derived from shear waves propagating in multiple directions causes a given feature in the tissue to appear bigger than it is. The color scheme

describes axial displacement in the direction of the transducer (top). Red represents maximum positive displacement, whereas blue represents

maximum negative displacement. The color scale of each image is adjusted for the maximum and minimum displacement values for that particular

image.

A B

C D
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Specifically, ultrasound gel was applied to the ultra-
sound transducer, itself placed on the standoff. Coronal
images of the mouse head including the brain were obtained.
We defined the region of interest as the brain. The ultrasound
was beamed into the brain inside the skull from its superior
to its inferior aspect. The grayscale gain was adjusted to
compensate for attenuation. The grayscale gain was set as
low as possible to obtain a clear image and give priority to
the quality of the shear wave image. The selected shear
wave imaging region was reduced to the smallest size that
still encompassed the brain to reduce the presence of arti-
facts from outside the mouse skull. The shear wave gain was
adjusted for the same reason. The transducer was moved
along the anteroposterior axis of the brain. Multiple coronal
images were taken from the front, middle, and back sections
of the brain. Image artifacts associated with the skull were
avoided as much as possible when selecting images in the
shear wave elastographic mode. Approximately 3 to 6
images were taken from each section of the brain.

2,3,5-Triphenyltetrazolium Chloride Staining
Mouse brains were removed after cervical dislocation and
cut into eight 1-mm coronal sections. Slices were stained
with 0.1% 2,3,5-triphenyltetrazolium chloride (TTC;
Sigma-Aldrich, St Louis, MO) in phosphate-buffered
saline for 40 minutes to 1 hour at room temperature in the
dark (see Figure 3E). They were then fixed in 4% formalin
and stored at 4°C. Nine mice that showed no infarct
through TTC stain was excluded from the study. 

Ultrasound Image Analysis
Ultrasound images were chosen for analysis from the same
section of the brain (front, middle, or back) that showed an
infarct after TTC staining. We chose 1 of the approximately
5 ultrasound images per mouse that had minimal imaging
artifacts (eg, Figure 3A). Since the volume in the murine
skull is small, shear waves reflect and scatter off the skull
(eg, Figure 1, B and D). During the image-averaging process
intrinsic to this commercial machine, the result is imaging
artifacts that appear as high shear modulus areas, with their
basis in the skull, that diffuse into the brain region. As in the
study by Derieppe et al8 on assaying kidney stiffness, dis-
cussed below, our postprocessing of the images sought not
to highlight particular intrahemispheric features of brain but
instead to simply avoid specific imaging artifacts and develop
measures for average intrahemispheric brain tissue stiffness
for comparison with control-derived stiffness images.

All postprocessing of the images was done with MAT-
LAB (The MathWorks, Natick, MA). In postprocessing,
the entire brain region within the skull was manually

selected by a freehand technique using MATLAB software
applied to the shear wave elastographic image obtained
from the Aixplorer system (Figure 3B). Because the shear
wave elastographic image shows the elastographic image
on top of the B-mode image, the operator can directly select
the portion of the brain within the cranium based on the
structure of the skull seen in B-mode. After the selection,

Xu et al—Changes in Brain Tissue Stiffness After Stroke on Elastography
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Figure 2. A, Shear wave elastographic image from a mouse with mid-

dle cerebral artery occlusion showing a substantial image artifact (hot

colors) diffusing intracranially. B, The skull can be distinguished in the B-

mode image.
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the elastographic image of the selected brain region was
compressed to an elasticity range of 0 to 35 kPa (from
0–180 kPa) for increased visualization and contrast within
the brain, which tends to have a lower shear modulus than
the skull (Figure 3C). The ipsilateral and contralateral
hemispheres of the brain were then manually selected
directly from the elastographic image of the brain (Figure
3D). These regions were selected with care to avoid skull
and imaging artifacts from the skull. These image artifacts
are defined as areas with a high shear modulus (greater
than that of the brain and tied anatomically to the skull)
that extend from outside the brain into the brain region
(Figure 3D). The shear moduli of the two hemispheric
selections were then averaged to obtain a mean shear mod-
ulus for each mouse brain.

This feature extraction analysis was performed 3 times
for each image in a blinded fashion to ensure that there was
no operator bias. As an example of the robustness of this
procedure, Figure 4 shows 3 region of interest analyses
derived in a blinded fashion from the same raw shear wave
elastographic image. The images were coded so that the
operator did not know whether the image was from control,
24-hour stroke, or 72-hour stroke mice.

Finally, all selections were reviewed a posteriori, and
shear wave elastographic selections (Figure 3D) were com-
pared to TTC histologic specimens (Figure 3E) to ensure
that all region of interest selections from the shear wave
elastographic images included areas of damage according
to TTC staining. 

2,3,5-Triphenyltetrazolium Chloride Image Analysis
The TTC-stained brain slices were optically scanned. The
operator who performed the TTC image analysis was
blinded to whether the mouse had a stroke for 24 or 72
hours. By the same freehand technique described above, the
entire portion of the image that contained brain was selected.
The core infarct area was then selected. This area is distin-
guished by tissue that did not pick up the stain (white). The
penumbra, surrounding the core, also includes damaged tis-
sue but is less obviously distinguishable with the TTC stain.
The number of pixels in the core infarct area was divided by
the number of pixels within the entire brain. With this infor-
mation, the percentage of the brain that contained a core
infarct was calculated. The selection of the infarct area was
done 3 times for every image, and the percentage of the brain
with an infarct was averaged over the 3 images. 

Data Analysis 
Mean shear modulus values were normalized for each indi-
vidual mouse. The mean shear modulus (G) of each hemi-

sphere was divided by the average of the two hemispheres
for each mouse:

The normalized shear modulus (GN) reports the value of
the shear modulus of each hemisphere for each given mouse
relative to the average value across the entire brain. Note that
a normalized value of 1 means that contralateral and ipsilat-
eral hemispheres have the same average shear modulus.

The Student t test was used to compare the average
shear modulus for each hemisphere (ipsilateral and con-
tralateral) for 3 populations: control, 24-hour, and 72-hour
mice. The t test values were calculated between respective
hemispheres (contralateral or ipsilateral) among the 3 pop-
ulations to see whether the mean shear modulus differed
significantly between populations. The Student t test was
also performed on the data for ipsilateral and contralateral
hemispheres for each population to identify interhemi-
spheric differences. Box plots showing the spread of nor-
malized mean shear modulus values from control, 24-hour,
and 72-hour mice were prepared for each hemisphere in
SigmaPlot (Systat Software, Inc, San Jose, CA).

Results

Percentage of Stroke-Damaged Tissue
The area of infarct for 72-hour animals (mean, 15.2%) did
not vary in a statistically significant fashion from the area of
infarct for the 24-hour animals (mean, 10.9%; P = .20). 

Normalized Shear Modulus of Hemispheres
Average normalized stiffness values for ipsilateral and con-
tralateral brain hemispheres were measured, and the results
are summarized in Figures 5 and 6 and Table 1. Figure 5A
and Table 1 show that 24-hour animals had a significantly
decreased ipsilateral shear modulus compared to control
animals (P < .01). There was no difference between ipsi-
lateral 72-hour stroke and control animal shear modulus
values (P = .09). In addition, there was no difference
between ipsilateral 72- and 24-hour stroke animal shear
modulus values (P = .13).

The contralateral hemisphere of 24-hour stroke animals
showed a significant increase in elasticity when compared to

GNipsi =

Gipsi

Gipsi + Gcontra

2

GN contra
=

G contra

G ipsi + G contra

2
.
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A

B

C

D

E

Figure 3. Stroke image processing in a mouse with 72-hour middle cerebral artery occlusion. A, Aixplorer images in the shear wave elastographic

mode (top) and B-mode (bottom). B, The brain was selected from the elastographic image (0–180 kPa) displayed on top of the corresponding

B-mode image. There is a visible area with a lower shear modulus value in the right hemisphere (dark blue). C, The elastographic image of the entire

brain was scaled to 0 to 35 kPa to enhance the contrast. Regions of high stiffness indicate image artifacts. D, The hemispheric regions to be

analyzed were selected manually by the operator to avoid the skull and artifacts (hot color regions associated with large shear modulus values).

E, Corresponding TTC histologic specimen from the same mouse showing damage in the right hemisphere, distinguished by the white region.

This damage correlates with the location of the low shear modulus seen in the elastographic images.
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the control population (P < .01; Figure 5B). At 72 hours,
stroke and control populations exhibited no difference
(P = .09), nor was there a difference between contralateral
hemisphere elasticity values at 24 versus 72 hours after
stroke (P = .13).

Figure 6 shows that there was a difference between
ipsilateral and contralateral shear modulus values both 24
and 72 hours after stroke (P < .01). There was also a weak
difference in the interhemispheric shear modulus for the
control animals (P = .04).

Discussion

Our observations included a weak but statistically signifi-
cant difference (P = .04) between the stiffness measures of
the 2 hemispheres of the control brain. This observed dif-
ference was more significant for the interhemispheric stiff-
ness of brains in mice at both 24 and 72 hours after stroke
(P < .01). We have therefore chosen to make our asser-
tions of statistical significance at the more stringent P value
of .01. This relatively weak difference for control animals
could have arisen because of asymmetries in delivery of the
focused ultrasonic pulse generated by our system or could
reflect a real but weak interhemispheric difference in blood
content between each hemisphere, due to the asymmetric
input of blood from the heart into the brain.

Comparison to Other Measures of Brain Tissue Stiffness
Previous work describing magnetic resonance elastography
has shown shear modulus measurements similar to what
we found.6,11 Kruse et al6 reported the stiffness of white
matter as 13.6 kPa and that of gray matter as 5.22 kPa in a
study of 25 healthy people, whereas Green et al11 reported
findings that white matter measured 3.1 kPa and gray
matter measured 2.7 kPa in a study of 5 healthy men.
Moreover, recent work by Mace et al12 using a research ver-
sion of the clinical ultrasound machine we used reported
shear modulus values from rat brain ranging between 2 and
25 kPa, with an average of 12 kPa.

Although our studies did not distinguish between
white and gray matter of the brain, our elastographic meas-
urements of tissue stiffness (4.32 kPa, control ipsilateral;
and 4.49 kPa, control contralateral) are within the values
noted for magnetic resonance elastography and research
sonoelastographic machines.

Changes in the Ipsilateral Hemisphere
In animals 24 hours after stroke, the shear moduli of the
ipsilateral hemispheres were significantly less than those
of control animals. This finding was likely due to ischemia

caused directly by the occlusion as well as the rapid devel-
opment of edema.4 According to Gotoh et al,3 edema in
the ipsilateral hemisphere can start developing a few hours
after middle cerebral artery occlusion, increasing until it
reaches a maximum at around 2 to 3 days. Edema slows
the propagation of shear waves, thereby directly affecting
the shear modulus of the tissue.7 Magnetic resonance elas-
tography of the brain has also shown that edema leads to a
decrease in elasticity.13 Ischemic brain edema results initially
from cell swelling (cytotoxic edema) caused by depleted
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Figure 4. A–C, Representative selections of average hemispheric shear

moduli chosen for blinded analysis.
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energy substrates in brain cells by ischemia. Eventually,
vasogenic edema also develops, caused by increased blood
vessel permeability.14 Vasogenic edema causes the fluidity
of the tissue to increase with a decrease in elasticity.15

The decrease in ipsilateral elasticity reported here is also
consistent with the work of Rousseaux and Steinling,16

who found mean cerebral blood flow values in stroke
patients to be generally lower than those of control partic-
ipants in the ipsilateral hemisphere. Finally, this observa-
tion is also consistent with very recently published work
on the elasticity of rat brains after stroke.17

In animals 72 hours after stroke, the mean ipsilateral
shear moduli were not significantly different from those of
control animals. One possible explanation is that brain
edema ipsilateral to stroke reaches a maximum 2 to 3 days
after ischemic injury and then began to decrease.3 Another
explanation is the evolution of intracranial pressure after
stroke discussed by Jiang et al 2011,18 who, in a rat model
of middle cerebral artery occlusion stroke, found that
intracranial pressure increased throughout the times they
measured (up to 24 hours after the procedure). Perhaps an
increase in intracranial pressure, caused by the buildup of
edema in the brain, eventually worked to stiffen the tissue.
Therefore, the average stiffness of the ipsilateral brain at 72
hours may have decreased back to baseline because of a
combination of reduced edema relative to 24 hours, con-
tinued ischemia, and increasing intracranial pressure. 

Changes in the Contralateral Hemisphere
We hypothesize that the observed increase in contralateral
hemispheric tissue elasticity for the 24-hour animals arose

because of a reduction in contralateral cerebral blood
flow1,16 in combination with elevated intracranial pressure
created by the large volume of edema formed in the ipsi-
lateral hemisphere. Although Warner et al19 and Kim et
al20 showed that elasticity decreases with decreased
perfusion, these experiments were done in the liver and
kidney, where the internal pressure applied by the blood
within the freely suspended organs provides a meaning-
ful source of tissue stiffness, quite like air blown into a bal-
loon. In contrast, the brain is enclosed within a hard skull,
nearly filling it. After stroke, observations show not only a
reduction in fluid content within the brain contralateral
to stroke but also increased intracranial pressure within
the entire cranium. Increased intracranial pressure (mea-
suring high at least 24 hours after middle cerebral artery
occlusion induction18) will put pressure on contralateral
(as well as ipsilateral) brain tissue. Therefore, brain tissue
may increase in stiffness contralateral to stroke due to both
the intracranial pressure increase and the reduction in
fluid content within the contralateral hemisphere, instead
of sagging like liver or kidney. At 72 hours, the elasticity
values for the contralateral cerebral hemisphere of stroke
animals are no different than those of control animals.
Observations by Gotoh et al3 show that edema develops
in the contralateral hemisphere after infarction and
reaches a peak within 2 to 3 days of infarction. We hypoth-
esize that development of edema may decrease the over-
all tissue elasticity due to increasing fluid content,
accounting perhaps for the difference seen between con-
tralateral tissue stiffness in 24- and 72-hour animals.18
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Figure 5. A, Normalized ipsilateral shear modulus values for control, 24-hour, and 72-hour mice. B, Normalized contralateral shear modulus values

for control, 24-hour. and 72-hour mice. *P < .01. 
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Limitations
The work as presented takes advantage of the averaging
performed within the ultrasound machine to develop esti-
mates of the intrahemispheric average of brain tissue stiffness.
This process is at the cost, however, of the requirement
that we minimize the influence on our analysis of the imag-
ing artifacts that arise through the imaging procedure itself.
To reduce the influence of these features in the images on
our quantitative results, we performed individual analyses
of each shear wave image in triplicate, in a blinded fashion,
to highlight portions of the brain likely independent of
those artifacts that also overlap with damage assessed sepa-
rately, via histologic examination. We have also made care-
ful comparisons with the same shear wave image analysis on
control tissue. Performing more detailed analysis requires
access to the shear wave propagation data themselves
(again, Figure 1), so that we can analyze down to the mil-
limeter scale the propagation of a given shear wave within
a given hemisphere of brain. Mace et al12 have successfully
performed this detailed analysis in large and normal rat
brains through a large cranial window, using a research ver-
sion of the commercial device we had for our use. We have

begun this kind of analysis and anticipate reporting on it
in future work.

Our analysis allow us to hypothesize that a variety of
physiologic processes associated with stroke (edema for-
mation, intracranial pressure variations, and alterations of
cerebral blood flow) explain the changes in the mechani-
cal properties of brain tissue we observed using intra-
hemispheric averages of the ultrasound-derived brain
tissue shear modulus. Clearly, future studies are required
to test these hypotheses. Specifically required are meas-
urements of intracranial pressure and the extent and time
course of edema in both hemispheres of the brain along
with cerebral blood flow simultaneous with direct imaging
of intrahemispheric structures within the brain to verify
and further analyze the features of the brain we inferred
after stroke. 

Future Work
Changes in the distribution of fluids within the brain
(blood and edema) as well as intracranial pressure have
been observed after stroke, based on MRI and positron
emission tomography as well as direct analysis of tissue in
both the ipsilateral and contralateral hemispheres.1,3,4,14,16

Using ultrasound-based elastography, we have observed
changes in brain stiffness consistent with those physiologic
observations, including diaschisis. Successful testing of
these hypotheses should motivate future imaging work in
humans after stroke and the possible application of this
imaging modality in the clinic. For example, the portable
and economical aspects of the technology we have used
may prove to have an impact on the management and
detection of stroke in areas where computed tomography
and MRI are not readily available or appropriate. 
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Abstract	
  

Objectives:	
  Traumatic	
  brain	
  injury	
  (TBI)	
  can	
  cause	
  adverse	
  physiological	
  changes	
  in	
  fluid	
  

content	
  within	
  brain,	
  which	
  may	
  lead	
  to	
  changes	
  in	
  tissue	
  elasticity	
  (e.g.,	
  stiffness).	
  This	
  

study	
  evaluated	
  the	
  ability	
  of	
  ultrasonic	
  shear	
  wave	
  elastography	
  (SWE)	
  imaging	
  to	
  observe	
  

these	
  changes	
  in	
  brain	
  after	
  TBI,	
  in	
  vivo.	
  

Methods:	
  Mice	
  and	
  rats	
  received	
  a	
  mild	
  TBI	
  or	
  sham	
  surgery	
  and	
  were	
  imaged	
  acutely	
  or	
  24	
  

hours	
  after	
  injury	
  using	
  SWE	
  and	
  the	
  hemispheric	
  stiffness	
  values	
  were	
  compared.	
  	
  

Results:	
  Stiffness	
  values	
  were	
  consistent	
  across	
  brain	
  hemispheres	
  of	
  sham	
  TBI	
  rodents.	
  	
  By	
  

24	
  hours	
  after	
  TBI,	
  relative	
  brain-­‐tissue	
  stiffness	
  values	
  for	
  mice	
  and	
  rats	
  each	
  decreased	
  

ipsilaterally	
  and	
  increased	
  contralaterally,	
  both	
  relative	
  to	
  each	
  other	
  and	
  as	
  compared	
  to	
  

sham	
  TBI	
  rodents	
  (p<0.05).	
  	
  The	
  absolute	
  value	
  of	
  tissue	
  elasticity	
  increased	
  for	
  rats	
  

(p<0.05)	
  but	
  not	
  for	
  mice.	
  

Conclusion:	
  Differences	
  between	
  intra-­‐hemispheric	
  stiffness	
  values	
  of	
  rodent	
  brain	
  by	
  24	
  

hours	
  after	
  mild	
  TBI	
  may	
  reflect	
  the	
  observed	
  edema	
  and	
  hemorrhage	
  ipsilateral	
  to	
  TBI,	
  and	
  

the	
  known	
  reduction	
  of	
  cerebral	
  blood	
  flow	
  in	
  both	
  brain	
  hemispheres.	
  If	
  these	
  hypotheses	
  

hold	
  true,	
  ultrasonic	
  shear	
  wave	
  elastography	
  may	
  offer	
  a	
  method	
  to	
  detect	
  adverse	
  changes	
  

in	
  fluid	
  content	
  within	
  brain	
  after	
  mild	
  TBI.	
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Key	
  Points	
  –	
  3	
  to	
  5	
  points	
  (each	
  point	
  can	
  be	
  12	
  words	
  max)	
  

• Ultrasound	
  elastography	
  detects	
  changes	
  in	
  brain	
  stiffness	
  following	
  traumatic	
  brain	
  

injury	
  (TBI)	
  

• Edema,	
  hemorrhage,	
  and	
  reduced	
  intra-­‐cerebral	
  blood	
  flow	
  occur	
  after	
  TBI.	
  

• Ultrasound	
  elastography	
  visualizes	
  these	
  occurrences	
  by	
  detecting	
  changes	
  in	
  tissue	
  

fluid	
  content.	
  

• This	
  technique	
  may	
  find	
  clinical	
  utility	
  if	
  applied	
  transcranially	
  to	
  humans.	
  

	
  

Abbreviations	
  and	
  acronyms	
  	
  

TBI:	
  Traumatic	
  Brain	
  Injury.	
  	
  	
  

CCI:	
  Controlled	
  Cortical	
  Impact.	
  	
  	
  

ICP:	
  Intracranial	
  Pressure.	
  

CPP:	
  Cerebral	
  Perfusion	
  Pressure	
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Introduction	
  

Incidence	
  of	
  traumatic	
  brain	
  injury	
  (TBI)	
  has	
  increased	
  significantly	
  in	
  recent	
  years	
  

owing	
  to	
  the	
  growing	
  use	
  of	
  improvised	
  explosive	
  devices	
  (IEDs)	
  in	
  operations	
  in	
  the	
  Middle	
  

East	
  [1].	
  TBI	
  also	
  occurs	
  among	
  civilians,	
  primarily	
  caused	
  by	
  falls,	
  motor	
  vehicle	
  accidents,	
  

struck	
  by/against	
  events,	
  contributing	
  up	
  to	
  30%	
  of	
  injury-­‐related	
  deaths	
  [2].	
  	
  

CT	
  and	
  MRI	
  are	
  the	
  current	
  civilian	
  standards	
  for	
  imaging	
  traumatic	
  brain	
  injury,	
  

with	
  CT	
  more	
  commonly	
  available,	
  thanks	
  to	
  its	
  speed	
  and	
  relatively	
  low	
  cost.	
  	
  It	
  is	
  

therefore	
  generally	
  used	
  acutely,	
  if	
  available,	
  while	
  MRI	
  finds	
  more	
  use	
  a	
  few	
  days	
  after	
  

initial	
  injury	
  because	
  of	
  its	
  sensitivity	
  to	
  blood	
  products	
  [3].	
  Both	
  imaging	
  technologies	
  are	
  

often	
  insufficiently	
  accessible	
  for	
  military	
  TBI	
  (Ken	
  Curley,	
  MD,	
  personal	
  communication)	
  

with	
  the	
  additional	
  requirement	
  of	
  patient	
  transport	
  to	
  the	
  imaging	
  site,	
  relevant	
  in	
  either	
  

the	
  civilian	
  or	
  military	
  context.	
  	
  Transcranial	
  ultrasound	
  imaging	
  offers	
  a	
  rapid,	
  portable	
  

and	
  point-­‐of-­‐care	
  system	
  for	
  imaging	
  brain	
  but	
  lacks	
  sufficient	
  contrast	
  to	
  provide	
  much	
  

diagnostic	
  utility	
  [4].	
  

Here	
  we	
  consider	
  ultrasonic	
  shear	
  wave	
  elastography	
  (SWE)	
  as	
  a	
  possible	
  

alternative	
  or	
  adjunct	
  to	
  CT	
  and	
  MR	
  imaging.	
  	
  SWE	
  creates	
  images	
  of	
  Young’s	
  Modulus,	
  a	
  

measure	
  of	
  the	
  resistance	
  to	
  such	
  that	
  larger	
  values	
  describe	
  stiffer	
  tissue.	
  Therefore,	
  maps	
  

of	
  Young’s	
  Modulus	
  describe	
  the	
  spatial	
  dependence	
  of	
  tissue	
  shear	
  elasticity	
  or	
  stiffness.	
  

The	
  SWE	
  system	
  works	
  by	
  generating	
  within	
  tissue	
  a	
  rapid,	
  net	
  axial	
  displacement	
  of	
  tissue.	
  

This	
  spatially	
  focal	
  impulse	
  force	
  then	
  creates	
  a	
  shear	
  wave	
  that	
  propagates	
  outward	
  from	
  

the	
  ‘pushed’	
  region	
  [5-­‐7].	
  SWE	
  systems	
  use	
  diagnostic	
  ultrasound	
  to	
  track	
  the	
  propagating	
  

shear	
  wave,	
  with	
  the	
  existing	
  commercial	
  system	
  from	
  SuperSonic	
  Imagine	
  (SSI)	
  translating	
  

the	
  square	
  of	
  that	
  local	
  speed	
  into	
  a	
  local	
  value	
  of	
  Young’s	
  Modulus	
  [5].	
  	
  

SWE	
  via	
  the	
  SSI	
  clinical	
  system	
  has	
  found	
  well-­‐documented	
  use	
  on	
  humans	
  for	
  large	
  

and	
  primarily	
  homogenous	
  organs	
  such	
  as	
  breast	
  [5,	
  8-­‐9].	
  	
  Studies	
  exist	
  that	
  have	
  used	
  the	
  

clinical	
  system	
  in	
  animal	
  models	
  of	
  disease	
  such	
  as	
  kidney	
  [10]	
  and	
  ischemic	
  cerebral	
  stroke	
  

[11].	
  	
  Relevant	
  here,	
  Xu	
  et	
  al	
  [11]	
  resolved	
  inter-­‐hemispheric	
  differences	
  in	
  the	
  stiffness	
  of	
  

mouse	
  brain	
  after	
  complete	
  occlusion	
  of	
  the	
  middle	
  cerebral	
  artery.	
  	
  They	
  hypothesized	
  that	
  

known	
  formation	
  of	
  edema	
  and	
  ischemia	
  due	
  to	
  stroke	
  ipsilateral	
  to	
  the	
  occlusion	
  and	
  

diaschisis	
  contralateral	
  to	
  the	
  occlusion	
  caused	
  the	
  observed	
  inter-­‐hemispheric	
  differences	
  

in	
  stiffness.	
  

	
  When	
  using	
  small	
  animal	
  models	
  internal	
  scatter	
  of	
  the	
  shear	
  wave	
  can	
  produce	
  

aliasing	
  in	
  stiffness	
  images	
  [10-­‐12].	
  	
  Indeed,	
  Macé	
  et	
  al.	
  [12]	
  used	
  a	
  research	
  version	
  of	
  the	
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SSI	
  to	
  remove	
  this	
  aliasing	
  effect	
  by	
  tracking	
  individual	
  shear	
  waves	
  between	
  scattering	
  

events.	
  	
  Their	
  maps	
  of	
  brain-­‐tissue	
  stiffness	
  displayed	
  intra-­‐hemispheric	
  features	
  in	
  

exquisite	
  detail.	
  

As	
  a	
  first	
  step	
  towards	
  the	
  goal	
  of	
  making	
  SWE	
  applicable	
  to	
  human	
  brain,	
  we	
  used	
  

SWE	
  images	
  from	
  the	
  SSI	
  of	
  the	
  brains	
  of	
  rats	
  and	
  mice	
  that	
  received	
  a	
  focal	
  traumatic	
  brain	
  

injury	
  to	
  analyze	
  the	
  temporal	
  evolution	
  of	
  the	
  stiffness	
  of	
  brain	
  associated	
  with	
  that	
  injury.	
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Materials	
  and	
  methods	
  

All	
  animal	
  procedures	
  were	
  approved	
  by	
  the	
  Institutional	
  Animal	
  Care	
  and	
  Use	
  

Committee	
  (IACUC)	
  of	
  the	
  University	
  of	
  Washington	
  and	
  the	
  US	
  Army	
  Medical	
  Research	
  and	
  

Materiel	
  Command	
  (USAMRMC)	
  Animal	
  Care	
  and	
  Use	
  Review	
  Office	
  (ACURO).	
  	
  

	
  

Animal	
  techniques	
  

Surgery	
  

Fifteen	
  male	
  Sprague	
  Dawley	
  rats	
  (250-­‐300	
  grams,	
  Charles	
  River)	
  and	
  fifteen	
  male	
  

mitoCFP	
  mice	
  (20-­‐30	
  grams,	
  bred	
  at	
  the	
  University	
  of	
  Washington	
  [13])	
  were	
  used.	
  These	
  

were	
  divided	
  into	
  three	
  experimental	
  groups	
  for	
  both	
  rats	
  and	
  mice:	
  sham	
  TBI	
  group	
  (n=5),	
  

acute	
  TBI	
  group	
  (n=5)	
  and	
  24-­‐hour	
  TBI	
  group	
  (n=5).	
  	
  We	
  induced	
  mild	
  TBI	
  following	
  the	
  

controlled	
  cortical	
  impact	
  (CCI)	
  protocol	
  of	
  Lighthall	
  [14]	
  as	
  refined	
  by	
  Dixon	
  et	
  al	
  [15],	
  

which	
  produced	
  a	
  repeatable	
  and	
  localizable	
  cortical	
  contusion.	
  	
  	
  

Anesthesia	
  was	
  induced	
  via	
  inhalation	
  isoflurane	
  	
  (5%	
  isoflurane	
  for	
  rats;	
  3%	
  for	
  

mice)	
  and	
  maintained	
  (2-­‐3%	
  isoflurane	
  for	
  rats;	
  1-­‐2%	
  isoflurane	
  for	
  mice)	
  during	
  surgery	
  

and	
  cortical	
  impact.	
  	
  The	
  surgical	
  technique	
  was	
  nearly	
  identical	
  for	
  rats	
  and	
  mice;	
  therefore	
  

we	
  describe	
  the	
  procedure	
  generally	
  referring	
  to	
  the	
  subjects	
  as	
  “rodents.”	
  

The	
  rodent	
  was	
  placed	
  in	
  a	
  stereotaxic	
  device	
  within	
  a	
  pneumatic	
  controlled	
  cortical	
  

impact	
  device	
  (AmScien	
  Instruments,	
  Richmond,	
  VA,	
  USA)	
  to	
  hold	
  the	
  head	
  steady.	
  A	
  

heating	
  pad	
  was	
  used	
  to	
  maintain	
  the	
  core	
  body	
  temperature	
  of	
  approximately	
  37°	
  C.	
  The	
  

surgical	
  site	
  was	
  prepared	
  by	
  shaving	
  the	
  top	
  of	
  the	
  head	
  then	
  application	
  of	
  a	
  lotion	
  hair	
  

remover.	
  	
  Prior	
  to	
  surgery,	
  lidocaine	
  (1	
  mg/kg)	
  was	
  injected	
  subcutaneously	
  to	
  the	
  surgery	
  

site.	
  	
  For	
  TBI	
  rodents	
  allowed	
  to	
  survive	
  24	
  hours	
  after	
  injury,	
  bupivacaine	
  (1	
  mg/kg)	
  was	
  

also	
  injected	
  subcutaneously	
  to	
  the	
  surgery	
  site	
  and	
  buprenorphine	
  (0.05	
  mg/kg)	
  was	
  

delivered	
  as	
  an	
  intraperitoneal	
  injection.	
  	
  

After	
  establishing	
  an	
  anesthetic	
  plane	
  via	
  toe	
  pinch	
  and	
  respiratory	
  observation,	
  an	
  

incision	
  was	
  made	
  from	
  the	
  bregma	
  to	
  just	
  posterior	
  of	
  the	
  lambda	
  suture	
  line	
  and	
  the	
  skull	
  

was	
  exposed.	
  	
  A	
  small	
  (of	
  order	
  1	
  mm)	
  hole	
  was	
  drilled	
  in	
  the	
  right	
  (ipsilateral)	
  parietal	
  

portion	
  of	
  the	
  skull	
  bone	
  using	
  a	
  surgical	
  drill	
  (Dremel,	
  Racine,	
  WI).	
  	
  Bone	
  rongeurs	
  were	
  

used	
  to	
  enlarge	
  the	
  drilled	
  hole	
  to	
  approximately	
  4	
  mm	
  in	
  diameter	
  between	
  the	
  bregma	
  

and	
  lambda	
  of	
  the	
  right	
  parietal	
  bone	
  of	
  each	
  of	
  mice	
  and	
  rats.	
  (For	
  mice	
  this	
  cranial	
  

window	
  encompassed	
  nearly	
  the	
  entire	
  cranial	
  vault	
  above	
  the	
  ipsilateral	
  hemisphere	
  of	
  

brain.	
  	
  For	
  rats,	
  this	
  hole	
  took	
  up	
  less	
  than	
  40%	
  of	
  available	
  ipsilateral	
  cranial	
  vault.)	
  	
  The	
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cranial	
  window	
  was	
  then	
  aligned	
  with	
  the	
  tip	
  of	
  the	
  cortical	
  impact	
  device.	
  	
  At	
  this	
  point	
  

sham	
  animals	
  were	
  removed	
  from	
  the	
  apparatus.	
  	
  For	
  TBI	
  animals,	
  the	
  cortical	
  impact	
  

device	
  was	
  then	
  fired	
  to	
  create	
  an	
  impact	
  at	
  the	
  surface	
  of	
  the	
  brain	
  of	
  a	
  velocity	
  of	
  3.5	
  m/s	
  

and	
  a	
  depth	
  of	
  1.0	
  mm	
  for	
  rats	
  and	
  0.5	
  mm	
  mice.	
  

For	
  sham	
  and	
  acute	
  TBI	
  rats,	
  the	
  ipsilateral	
  cranial	
  window	
  was	
  enlarged	
  after	
  

impact	
  to	
  approximately	
  the	
  entire	
  right	
  parietal	
  bone	
  up	
  to	
  the	
  bregma,	
  lambda,	
  and	
  

sagittal	
  suture	
  line.	
  For	
  mice	
  we	
  worked	
  with	
  the	
  existing	
  ipsilateral	
  cranial	
  window.	
  For	
  

each	
  of	
  the	
  sham	
  and	
  acute	
  TBI	
  rats	
  and	
  mice	
  an	
  identical	
  cranial	
  window	
  was	
  then	
  created	
  

on	
  the	
  contralateral	
  side	
  of	
  the	
  skull.	
  	
  	
  

For	
  the	
  rodents	
  in	
  the	
  24-­‐hour	
  TBI	
  groups,	
  after	
  impact	
  the	
  unilateral	
  cranial	
  

window	
  was	
  filled	
  with	
  bone	
  wax.	
  	
  The	
  surgery	
  site	
  was	
  then	
  closed	
  with	
  3-­‐0	
  nylon	
  sutures	
  

(Covidien,	
  Mansfield,	
  MA,	
  USA)	
  and	
  the	
  rodents	
  were	
  returned	
  to	
  their	
  cages.	
  	
  After	
  24	
  

hours,	
  these	
  received	
  bilateral	
  craniectomies	
  as	
  described	
  above.	
  	
  

	
  

SWE	
  Image	
  Acquisition	
  
After	
  the	
  creation	
  of	
  bilateral	
  cranial	
  windows	
  we	
  imaged	
  the	
  brains	
  of	
  each	
  rodent	
  

with	
  a	
  linear	
  SL15-­‐4	
  MHz	
  transducer	
  of	
  an	
  Aixplorer	
  Multiwave	
  Ultrasound	
  System	
  

(SuperSonic	
  Imagine,	
  Aix-­‐en-­‐Provence,	
  France).	
  The	
  transducer’s	
  imaging	
  frequency	
  ranged	
  

between	
  4.0-­‐15.0	
  MHz,	
  with	
  a	
  standard	
  center	
  frequency	
  of	
  8.5	
  MHz.	
  Two	
  types	
  of	
  images	
  

were	
  collected,	
  Shear	
  Wave	
  Elastography	
  (SWE)	
  and	
  standard	
  B-­‐mode.	
  Images	
  were	
  

collected	
  with	
  an	
  elasticity	
  range	
  of	
  0-­‐180	
  kPa	
  to	
  minimize	
  gross	
  imaging	
  artifacts	
  

associated	
  with	
  the	
  surrounding	
  tissue	
  and	
  skull	
  while	
  blinding	
  the	
  user	
  to	
  intra-­‐

hemispheric	
  features	
  at	
  low	
  values	
  of	
  Young’s	
  Modulus,	
  which	
  generally	
  lie	
  between	
  2	
  and	
  

25	
  kPa	
  [11-­‐12,16-­‐18].	
  	
  

A	
  micro-­‐positioner	
  was	
  used	
  to	
  maintain	
  the	
  SWE	
  transducer	
  over	
  the	
  rodent’s	
  head	
  

perpendicular	
  to	
  show	
  coronal	
  slices.	
  Multi-­‐purpose	
  ultrasound	
  lotion	
  (Polysonic,	
  Cone	
  

Instruments,	
  Solon,	
  OH,	
  USA)	
  was	
  used	
  to	
  maintain	
  ultrasound	
  conduction	
  between	
  the	
  

transducer	
  and	
  the	
  head.	
  	
  	
  

The	
  brain	
  was	
  first	
  imaged	
  using	
  traditional	
  B-­‐mode;	
  combined	
  B-­‐mode	
  and	
  SWE	
  

imaging	
  began	
  when	
  the	
  brain	
  had	
  been	
  located	
  and	
  centered	
  in	
  the	
  B-­‐mode	
  image	
  (Fig.	
  1	
  

A).	
  	
  Significant	
  effort	
  was	
  made	
  to	
  minimize	
  creation	
  of	
  imaging	
  artifacts	
  in	
  the	
  SWE	
  images.	
  	
  

These	
  artifacts	
  (e.g.,	
  Fig.	
  1	
  C,D)	
  are	
  areas	
  of	
  high	
  Young’s	
  Modulus	
  that	
  do	
  not	
  correlate	
  with	
  

the	
  neuroanatomy	
  [11-­‐12,16-­‐17].	
  	
  For	
  each	
  rodent,	
  we	
  collected	
  10	
  –	
  30	
  images.	
  	
  We	
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selected	
  3	
  images	
  where	
  both	
  the	
  impact	
  site	
  was	
  identifiable	
  in	
  the	
  B-­‐mode	
  imaging	
  and	
  

had	
  minimal	
  elasticity	
  artifacts.	
  	
  

After	
  imaging	
  the	
  animals	
  were	
  sacrificed	
  and	
  perfused	
  and	
  the	
  brains	
  were	
  

harvested	
  for	
  histological	
  analysis.	
  The	
  brains	
  were	
  sectioned	
  through	
  the	
  injury	
  site	
  at	
  8-­‐

10	
  micron	
  thick	
  that	
  were	
  stained	
  with	
  hematoxylin	
  and	
  eosin	
  (H&E)	
  and,	
  separately,	
  cresyl	
  

violet	
  (CV).	
  	
  The	
  slides	
  were	
  digitized	
  and	
  the	
  extent	
  of	
  TBI	
  damage	
  was	
  quantified	
  by	
  

manual	
  selection	
  of	
  the	
  injured	
  area	
  using	
  ImageJ.	
  	
  	
  

	
  

Post-­‐processing	
  of	
  SWE	
  Images	
  	
  	
  
Image	
  post-­‐processing	
  was	
  completed	
  using	
  MATLAB	
  (Natick,	
  MA,	
  USA).	
  	
  The	
  entire	
  

brain	
  region	
  was	
  manually	
  selected	
  in	
  the	
  SWE-­‐mode	
  image	
  obtained	
  from	
  the	
  Aixplorer	
  

(Fig.	
  1	
  B).	
  The	
  brain	
  region	
  in	
  the	
  SWE	
  image	
  was	
  selected	
  based	
  on	
  the	
  structure	
  of	
  the	
  

skull	
  as	
  seen	
  in	
  the	
  corresponding	
  B-­‐mode	
  image.	
  

After	
  the	
  selection	
  of	
  images,	
  the	
  elasticity	
  map	
  of	
  the	
  selected	
  brain	
  region	
  was	
  

reduced	
  to	
  display	
  an	
  elasticity	
  range	
  of	
  0-­‐35	
  kPa	
  (Fig.	
  1	
  C,D),	
  down	
  from	
  0-­‐180kPa	
  (Fig.	
  1	
  

A,B).	
  	
  Regions	
  of	
  interest	
  from	
  within	
  each	
  hemisphere	
  of	
  brain	
  tissue	
  within	
  the	
  skull	
  were	
  

then	
  manually	
  selected	
  directly	
  from	
  the	
  elasticity	
  map	
  (Fig.	
  1	
  D).	
  	
  Regions	
  of	
  comparable	
  

size	
  and	
  location	
  but	
  free	
  of	
  imaging	
  artifacts	
  were	
  selected	
  from	
  both	
  hemispheres.	
  	
  

Regional	
  selection	
  and	
  analysis	
  was	
  performed	
  three	
  times	
  for	
  each	
  image	
  and	
  then	
  

averaged	
  together	
  to	
  produce	
  the	
  intra-­‐hemispheric	
  average	
  of	
  brain-­‐tissue	
  stiffness	
  for	
  

each	
  of	
  the	
  two	
  hemispheres	
  of	
  brain	
  within	
  the	
  image.	
  

	
  

Data	
  Analysis	
  	
  
	
   For	
  each	
  image	
  for	
  each	
  rodent,	
  a	
  representative	
  value	
  of	
  the	
  Young’s	
  Modulus	
  value	
  

of	
  each	
  hemisphere	
  was	
  used	
  directly	
  for	
  analysis	
  as	
  well	
  as	
  normalized	
  by	
  dividing	
  the	
  

average	
  value	
  of	
  Young’s	
  Modulus	
  for	
  a	
  given	
  hemisphere	
  by	
  the	
  average	
  of	
  the	
  two	
  

hemispheres.	
  	
  The	
  normalized	
  Young’s	
  Modulus	
  therefore	
  provides	
  a	
  measure	
  of	
  the	
  

elasticity	
  of	
  a	
  given	
  hemisphere	
  relative	
  to	
  the	
  average	
  value	
  across	
  the	
  entire	
  brain.	
  	
  

Kruskal-­‐Wallis	
  One	
  Way	
  Analysis	
  of	
  Variance	
  tests	
  on	
  Ranks	
  (ANOVA)	
  was	
  applied	
  

to	
  the	
  data	
  using	
  SigmaPlot	
  (Systat	
  Software,	
  San	
  Jose	
  CA).	
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Results	
  
	
  
Quantification	
  of	
  areal	
  extent	
  of	
  damage	
  in	
  H&E	
  and	
  Creysl	
  Violet.	
  
	
   We	
  quantified	
  the	
  anatomical	
  extent	
  of	
  TBI	
  damage	
  as	
  shown	
  histologically	
  (Fig.	
  1	
  

E,F).	
  	
  There	
  was	
  no	
  difference	
  between	
  groups	
  with	
  regard	
  to	
  the	
  extent	
  of	
  damage	
  shown	
  

by	
  H&E	
  versus	
  cresyl-­‐violet	
  stains	
  nor	
  in	
  the	
  extent	
  of	
  damage	
  between	
  the	
  acute	
  and	
  24-­‐

hour	
  groups	
  for	
  either	
  species	
  (Table	
  1).	
  	
  	
  

	
  

Directly	
  measured	
  values	
  of	
  Young’s	
  Modulus	
  for	
  rats.	
  

	
   Figure	
  2	
  shows	
  directly	
  measured	
  average	
  values	
  of	
  Young’s	
  Modulus	
  for	
  each	
  

hemisphere	
  of	
  sham,	
  acute,	
  and	
  24-­‐hour	
  TBI	
  rats.	
  There	
  was	
  no	
  significant	
  difference	
  

between	
  average	
  Young’s	
  Modulus	
  values	
  within	
  any	
  of	
  the	
  sham	
  or	
  acute	
  or	
  24-­‐hour	
  TBI	
  

groups	
  (Fig.	
  2	
  A).	
  	
  We	
  did,	
  however,	
  observe	
  changes	
  in	
  average	
  Young’s	
  Modulus	
  between	
  

groups.	
  	
  Specifically,	
  each	
  of	
  the	
  contralateral	
  and	
  ipsilateral	
  hemispheric	
  values	
  of	
  the	
  acute	
  

and	
  24-­‐hour	
  TBI	
  groups	
  have	
  values	
  of	
  Young’s	
  Modulus	
  that	
  increased	
  significantly	
  relative	
  

to	
  their	
  respective	
  values	
  for	
  the	
  sham	
  TBI	
  group	
  (Fig.	
  2	
  B).	
  

	
  

Normalized	
  values	
  of	
  Young’s	
  Modulus	
  for	
  rats.	
  

Figure	
  3	
  shows	
  normalized	
  Young’s	
  Modulus	
  values	
  for	
  each	
  hemisphere	
  of	
  sham,	
  

acute,	
  and	
  24-­‐hour	
  TBI	
  rats.	
  There	
  was	
  no	
  significant	
  difference	
  between	
  average	
  Young’s	
  

Modulus	
  values	
  within	
  the	
  sham	
  or	
  acute	
  TBI	
  groups	
  while	
  by	
  24	
  hours	
  there	
  existed	
  a	
  

significant	
  difference	
  between	
  ipsilateral	
  and	
  contralateral	
  hemispheric	
  averages	
  of	
  

normalized	
  Young’s	
  Modulus	
  (Fig.	
  3	
  A).	
  	
  With	
  regard	
  to	
  between-­‐group	
  changes,	
  by	
  24	
  

hours	
  after	
  TBI	
  the	
  ipsilateral	
  values	
  of	
  normalized	
  Young’s	
  Modulus	
  decreased	
  with	
  time	
  

while	
  the	
  contralateral	
  values	
  increased	
  with	
  time	
  (Fig.	
  3	
  B).	
  	
  

	
  

Directly	
  measured	
  values	
  of	
  Young’s	
  Modulus	
  values	
  for	
  mice.	
  

	
   Figure	
  4	
  shows	
  directly	
  measured	
  values	
  of	
  Young’s	
  Modulus	
  for	
  each	
  hemisphere	
  of	
  

sham,	
  acute,	
  and	
  24-­‐hour	
  TBI	
  mice.	
  There	
  was	
  no	
  significant	
  difference	
  between	
  average	
  

Young’s	
  Modulus	
  values	
  within	
  the	
  sham	
  group	
  while	
  there	
  exist	
  significant	
  differences	
  

between	
  the	
  average	
  ipsilateral	
  and	
  contralateral	
  values	
  of	
  Young’s	
  Modulus	
  both	
  acutely	
  

and	
  at	
  24	
  hours	
  after	
  TBI	
  (Fig.	
  4	
  A).	
  Relative	
  to	
  the	
  sham	
  value	
  of	
  Young’s	
  Modulus	
  the	
  

ipsilateral	
  value	
  decreased	
  by	
  24	
  hours	
  after	
  TBI	
  while	
  the	
  contralateral	
  value	
  increased	
  



	
   10	
  

acutely	
  before	
  returning	
  to	
  a	
  value	
  comparable	
  to	
  the	
  sham	
  value	
  of	
  Young’s	
  Modulus	
  (Fig.	
  4	
  

B).	
  

	
  

Normalized	
  values	
  of	
  Young’s	
  Modulus	
  for	
  mice.	
  

Figure	
  5	
  shows	
  normalized	
  Young’s	
  Modulus	
  values	
  for	
  each	
  hemisphere	
  of	
  sham,	
  

acute,	
  and	
  24-­‐hour	
  TBI	
  mice.	
  There	
  was	
  no	
  significant	
  difference	
  between	
  average	
  Young’s	
  

Modulus	
  values	
  within	
  the	
  sham	
  group.	
  In	
  contrast,	
  the	
  average	
  value	
  of	
  Young’s	
  Modulus	
  

for	
  the	
  ipsilateral	
  hemisphere	
  was	
  significantly	
  smaller	
  than	
  that	
  of	
  its	
  contralateral	
  value	
  

both	
  acutely	
  and	
  at	
  24	
  hours	
  after	
  TBI	
  (Fig.	
  5	
  A).	
  In	
  addition,	
  by	
  24	
  hours	
  after	
  TBI	
  the	
  

ipsilateral	
  values	
  of	
  normalized	
  Young’s	
  Modulus	
  decreased	
  with	
  time	
  while	
  the	
  

contralateral	
  values	
  increased	
  with	
  time	
  (Fig.	
  5	
  B).	
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Discussion	
  

We	
  created	
  mild	
  traumatic	
  brain	
  injury	
  (TBI)	
  in	
  mice	
  and	
  rats	
  using	
  the	
  controlled	
  

cortical	
  impact	
  (CCI)	
  paradigm.	
  	
  We	
  then	
  used	
  a	
  commercial	
  diagnostic	
  ultrasound	
  machine	
  

to	
  measure	
  intra-­‐hemispheric	
  averages	
  of	
  brain-­‐tissue	
  stiffness	
  (the	
  Young’s	
  modulus,	
  a	
  

measure	
  of	
  shear	
  resistance	
  of	
  tissue)	
  of	
  the	
  brains	
  both	
  acutely	
  and	
  24	
  hours	
  after	
  TBI	
  

induction.	
  We	
  presented	
  analysis	
  of	
  both	
  the	
  absolute	
  value	
  and	
  normalized	
  values	
  of	
  brain	
  

stiffness,	
  the	
  latter	
  documenting	
  changes	
  in	
  brain-­‐tissue	
  stiffness	
  relative	
  to	
  the	
  average	
  

value	
  of	
  the	
  entire	
  brain	
  at	
  a	
  given	
  time	
  point.	
  

We	
  note	
  that	
  tissue	
  stiffness	
  values	
  inferred	
  by	
  ultrasound	
  shear-­‐wave	
  elastography	
  

are	
  sensitive	
  to	
  the	
  tissue’s	
  net	
  fluid	
  content.	
  	
  For	
  example,	
  all	
  else	
  being	
  equal	
  more	
  fluid	
  as	
  

a	
  percentage	
  of	
  tissue	
  decreases	
  the	
  measured	
  stiffness,	
  while	
  less	
  fluid	
  increases	
  the	
  

measured	
  stiffness	
  [5].	
  	
  One	
  can	
  appreciate	
  this	
  view	
  by	
  considering	
  Derieppe	
  et	
  al.	
  [10],	
  

whose	
  study	
  of	
  ischemia	
  in	
  kidney	
  showed	
  a	
  decrease	
  in	
  SWE-­‐derived	
  stiffness,	
  and	
  Xu	
  et	
  al.	
  

[11],	
  whose	
  study	
  of	
  ischemia	
  in	
  mouse	
  brain	
  showed	
  a	
  decrease	
  in	
  stiffness	
  ipsilateral	
  to	
  

injury	
  (a	
  region	
  of	
  extensive	
  edema)	
  and	
  an	
  increase	
  in	
  stiffness	
  contralateral	
  to	
  injury	
  (a	
  

region	
  of	
  known	
  reduced	
  cerebral	
  blood	
  flow).	
  Paraphrasing	
  the	
  literature	
  analysis	
  of	
  Xu	
  et	
  

al.	
  [11],	
  ischemic	
  brain	
  within	
  a	
  cranium	
  doesn’t	
  sag	
  while	
  ischemic	
  kidney	
  within	
  a	
  belly	
  

does.	
  

We	
  start	
  with	
  our	
  results	
  for	
  rats.	
  	
  The	
  absolute	
  value	
  of	
  Young’s	
  modulus	
  increased	
  

through	
  time	
  in	
  each	
  of	
  the	
  ipsilateral	
  and	
  contralateral	
  hemispheres	
  compared	
  to	
  controls	
  

(Fig.	
  2).	
  	
  There	
  exist	
  many	
  physiological	
  processes	
  that	
  occur	
  after	
  TBI	
  that	
  can	
  alter	
  the	
  

fluid	
  content	
  of	
  brain	
  that	
  may	
  explain	
  our	
  observations,	
  subject	
  to	
  direct	
  testing.	
  	
  For	
  

example,	
  our	
  observed	
  global	
  increase	
  in	
  measured	
  brain-­‐tissue	
  stiffness	
  across	
  

hemispheres	
  through	
  time	
  may	
  have	
  arisen	
  due	
  the	
  combined	
  effect	
  of	
  reduced	
  peripheral	
  

blood	
  pressure	
  and	
  increased	
  in	
  ICP,	
  which	
  can	
  work	
  together	
  to	
  reduce	
  cerebral	
  perfusion	
  

pressure	
  (CPP)	
  hence	
  cerebral	
  blood	
  flow	
  throughout	
  the	
  brain.	
  	
  This	
  hypothesis	
  is	
  

consistent	
  with	
  the	
  observations	
  of	
  some	
  researchers	
  [19-­‐20]	
  though	
  not	
  all	
  [21].	
  	
  Also	
  

contributing	
  to	
  this	
  net	
  increase	
  in	
  brain-­‐tissue	
  stiffness	
  may	
  have	
  been	
  a	
  reduction	
  in	
  

cerebral	
  spinal	
  fluid	
  (CSF)	
  within	
  the	
  cranium	
  [20].	
  	
  We	
  note	
  that	
  these	
  hypotheses	
  require	
  

that	
  global	
  peripheral	
  (blood	
  pressure)	
  and	
  intracranial	
  (ICP;	
  CPP;	
  cerebral	
  blood	
  flow;	
  CSF)	
  

processes	
  more	
  than	
  compensate	
  for	
  the	
  focal	
  increase	
  in	
  fluid	
  content	
  within	
  TBI	
  brain	
  

ipsilateral	
  to	
  the	
  injury	
  caused	
  by	
  the	
  observed	
  edema	
  and	
  hemorrhage.	
  	
  That	
  increase	
  in	
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focal	
  fluid	
  content	
  may	
  itself	
  balance	
  in	
  part	
  the	
  focal	
  ischemia	
  observed	
  by	
  others	
  after	
  CCI	
  

[21].	
  Attention	
  to	
  the	
  normalized	
  data	
  highlights	
  these	
  potentially	
  competing,	
  focal	
  effects.	
  

Specifically,	
  we	
  note	
  that	
  by	
  24	
  hours	
  after	
  TBI	
  the	
  normalized	
  value	
  of	
  brain-­‐tissue	
  

stiffness	
  within	
  the	
  ipsilateral	
  hemisphere	
  reduced	
  in	
  magnitude	
  relative	
  to	
  controls	
  while	
  

its	
  counterpart	
  within	
  the	
  contralateral	
  hemisphere	
  increased	
  in	
  magnitude	
  relative	
  to	
  

controls	
  (Fig.	
  3).	
  	
  Moreover,	
  by	
  24	
  hours	
  after	
  TBI	
  the	
  ipsilateral	
  value	
  of	
  normalized	
  brain	
  

tissue	
  stiffness	
  was	
  significantly	
  reduced	
  relative	
  to	
  the	
  contralateral	
  value.	
  	
  Because	
  of	
  our	
  

choice	
  of	
  normalization	
  technique,	
  these	
  results	
  document	
  changes	
  in	
  brain-­‐tissue	
  stiffness	
  

that	
  occur	
  relative	
  to	
  the	
  global	
  rise	
  in	
  the	
  absolute	
  value	
  of	
  brain-­‐tissue	
  stiffness	
  reported	
  

above.	
  

With	
  regard	
  to	
  the	
  observed	
  reduction	
  in	
  relative	
  ipsilateral	
  brain-­‐tissue	
  stiffness,	
  

we	
  first	
  note	
  the	
  presence	
  and	
  time	
  course	
  of	
  edema	
  and	
  hemorrhage	
  demonstrated	
  by	
  our	
  

histology	
  (Fig.	
  1	
  E,	
  F	
  and	
  Table	
  1)	
  and	
  consistent	
  with	
  other’s	
  observations[22-­‐23].	
  In	
  

addition	
  to	
  edema,	
  others	
  have	
  documented	
  ischemia	
  measured	
  using	
  laser	
  Doppler	
  

velocimetry	
  and	
  whole-­‐brain	
  autoradiography	
  techniques.	
  	
  Specifically,	
  Bryan	
  et	
  al.	
  [21]	
  

observed	
  immediate	
  ipsilateral	
  ischemia	
  after	
  severe	
  CCI	
  that	
  lasted	
  at	
  least	
  four	
  hours	
  after	
  

injury.	
  We	
  therefore	
  hypothesize	
  that	
  the	
  observed	
  edema	
  formation	
  ipsilateral	
  to	
  injury	
  by	
  

24	
  hours	
  lowered	
  the	
  normalized	
  value	
  of	
  the	
  measured	
  intra-­‐hemispheric	
  average	
  of	
  brain	
  

elasticity	
  compared	
  to	
  that	
  of	
  sham	
  TBI	
  in	
  a	
  manner	
  that	
  more	
  than	
  compensated	
  for	
  the	
  

likely	
  effect	
  of	
  ischemia	
  known	
  to	
  occur	
  in	
  at	
  least	
  severe	
  CCI,	
  but	
  undocumented	
  within	
  our	
  

experiment,	
  all	
  riding	
  on	
  a	
  wave	
  of	
  global	
  reduction	
  in	
  blood	
  flow	
  due	
  to	
  elevated	
  ICP.	
  	
  This	
  

complex	
  hypothesis,	
  besides	
  requiring	
  verification	
  in	
  future	
  studies,	
  is	
  consistent	
  with	
  

recent	
  observations	
  of	
  reduced	
  brain-­‐tissue	
  stiffness	
  at	
  the	
  site	
  of	
  CCI	
  in	
  mice	
  relative	
  to	
  the	
  

rest	
  of	
  the	
  brain,	
  based	
  on	
  images	
  created	
  with	
  magnetic	
  resonance	
  elastography	
  [24-­‐25].	
  

With	
  regard	
  to	
  the	
  observed	
  increase	
  in	
  contralateral	
  relative	
  brain-­‐tissue	
  stiffness,	
  

our	
  observations	
  and	
  those	
  cited	
  above	
  show	
  no	
  edema	
  formation	
  contralateral	
  to	
  the	
  

injury	
  while	
  [19],	
  for	
  example,	
  observed	
  decreased	
  cerebral	
  perfusion	
  pressure	
  and	
  reduced	
  

cortical	
  perfusion	
  contralateral	
  to	
  the	
  injury,	
  both	
  consistent	
  with	
  our	
  observations.	
  

Our	
  results	
  for	
  normalized	
  values	
  of	
  brain-­‐tissue	
  stiffness	
  observed	
  for	
  mice	
  after	
  

TBI	
  (Fig.	
  5)	
  are	
  consistent	
  with	
  what	
  we	
  observed	
  for	
  rats	
  (Fig.	
  3).	
  	
  This	
  suggests	
  it	
  possible	
  

that	
  the	
  same	
  interplay	
  of	
  ipsilateral	
  edema	
  versus	
  ischemia	
  and	
  global	
  reduction	
  in	
  

cerebral	
  blood	
  flow	
  that	
  can	
  occur	
  for	
  rats	
  may	
  also	
  have	
  occurred	
  for	
  mice.	
  	
  Consistent	
  with	
  

this	
  idea,	
  Lundblad	
  et	
  al.	
  [26]	
  observed	
  after	
  severe	
  CCI	
  significant	
  edema	
  in	
  ipsilateral	
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cortex,	
  a	
  reduction	
  of	
  cortical	
  blood	
  flow	
  in	
  ipsilateral	
  cortex	
  on	
  time	
  scales	
  of	
  hours	
  to	
  24	
  

hours	
  and	
  in	
  contralateral	
  cortex	
  by	
  24	
  hours.	
  Comparable	
  studies	
  are	
  lacking	
  for	
  mild	
  CCI	
  

and	
  warrant	
  future	
  work.	
  

Our	
  measurement	
  of	
  the	
  absolute	
  value	
  of	
  intra-­‐hemispheric	
  brain-­‐tissue	
  stiffness	
  of	
  

mouse	
  brain	
  differs	
  significantly,	
  however,	
  from	
  what	
  we	
  observed	
  for	
  rat	
  brain.	
  	
  For	
  

example,	
  ipsilateral	
  to	
  the	
  injury	
  site	
  the	
  absolute	
  value	
  of	
  Young’s	
  modulus	
  value	
  decreased	
  

by	
  24	
  hours,	
  rather	
  than	
  increased	
  as	
  for	
  rats.	
  	
  Also,	
  the	
  absolute	
  value	
  of	
  Young’s	
  modulus	
  

increased	
  acutely	
  contralateral	
  to	
  the	
  injury	
  as	
  for	
  rats,	
  but	
  returned	
  to	
  baseline	
  values	
  by	
  

24	
  hours	
  after	
  TBI,	
  unlike	
  in	
  rats,	
  which	
  continued	
  to	
  increase.	
  This	
  difference	
  may	
  have	
  

arisen	
  due	
  to	
  the	
  large	
  discrepancy	
  in	
  areal	
  extent	
  between	
  the	
  ipsilateral	
  craniectomy	
  

required	
  for	
  mice	
  versus	
  that	
  for	
  rats.	
  	
  Specifically,	
  the	
  craniectomy	
  uncovered	
  essentially	
  

the	
  entire	
  hemispheric	
  cranial	
  vault	
  for	
  mice	
  while	
  less	
  than	
  half	
  of	
  that	
  vault	
  for	
  rats.	
  

Perhaps	
  this	
  relatively	
  large	
  craniectomy	
  reduced	
  the	
  possibility	
  of	
  elevated	
  ICP,	
  hence	
  

reduced	
  CPP	
  and	
  cerebral	
  blood	
  flow	
  in	
  our	
  mice.	
  	
  The	
  mouse	
  model	
  may,	
  therefore,	
  only	
  

display	
  the	
  effects	
  of	
  intra-­‐hemispheric	
  dynamics	
  (edema,	
  local	
  ischemia)	
  and	
  reduced	
  

global	
  cerebral	
  blood	
  flow	
  due	
  to	
  changes	
  in	
  systematic	
  blood	
  pressure	
  rather	
  than	
  the	
  

additional	
  effects	
  of	
  global	
  intracranial	
  dynamics	
  (elevated	
  ICP,	
  hence	
  a	
  further	
  decrease	
  in	
  

CPP	
  and	
  therefore	
  in	
  cerebral	
  blood	
  flow).	
  

	
  	
  	
  

Limitations	
  

	
   This	
  study	
  had	
  several	
  limitations	
  due	
  to	
  its	
  preliminary	
  nature.	
  	
  First	
  and	
  foremost,	
  

we’ve	
  generated	
  a	
  series	
  of	
  largely	
  untested	
  hypotheses	
  regarding	
  the	
  possible	
  impact	
  on	
  

measured	
  brain-­‐tissue	
  stiffness	
  due	
  to	
  the	
  relative	
  weights	
  of	
  different	
  fluid	
  sources	
  within	
  

brain	
  tissue,	
  motivated	
  by	
  our	
  direct	
  observations	
  and	
  the	
  published	
  literature.	
  	
  These	
  

hypotheses	
  require	
  direct	
  testing.	
  	
  Also,	
  out	
  of	
  necessity	
  we	
  performed	
  a	
  relatively	
  large	
  

craniectomy	
  to	
  facilitate	
  the	
  CCI	
  method	
  for	
  mice,	
  which	
  may	
  have	
  altered	
  the	
  effects	
  of	
  

elevated	
  ICP	
  and	
  reduced	
  CPP	
  known	
  to	
  occur	
  in	
  these	
  animal	
  models.	
  	
  Future	
  studies	
  

should	
  target	
  use	
  of	
  larger	
  animal	
  models	
  of	
  TBI	
  to	
  mitigate	
  this	
  possible	
  effect.	
  In	
  addition,	
  

we	
  used	
  SWE	
  technology	
  not	
  optimized	
  for	
  rodent	
  brain	
  encased	
  in	
  a	
  skull.	
  The	
  artifacts	
  we	
  

observed	
  associated	
  with	
  the	
  skull	
  produced	
  elasticity	
  values	
  that	
  are	
  not	
  consistent	
  with	
  

other,	
  published	
  measurements	
  of	
  brain-­‐tissue	
  stiffness,	
  forcing	
  us	
  to	
  carefully	
  select	
  

around	
  these	
  artifacts	
  so	
  that	
  they	
  did	
  not	
  confound	
  our	
  data.	
  	
  

	
  



	
   14	
  

Conclusion	
  	
  

We	
  used	
  ultrasound	
  shear-­‐wave	
  elastography	
  to	
  measure	
  absolute	
  as	
  well	
  as	
  

normalized	
  values	
  of	
  intra-­‐hemispheric	
  stiffness	
  of	
  rodent	
  brain	
  both	
  acutely	
  and	
  at	
  24	
  

hours	
  after	
  TBI	
  via	
  the	
  controlled	
  cortical	
  impact	
  (CCI)	
  method.	
  These	
  observed	
  changes	
  in	
  

brain-­‐tissue	
  stiffness	
  after	
  TBI	
  may	
  reflect	
  multiple	
  physiological	
  processes	
  known	
  to	
  occur	
  

within	
  brain	
  after	
  TBI	
  caused	
  by	
  CCI.	
  	
  These	
  processes	
  include	
  the	
  initial	
  formation	
  of	
  

edema	
  and	
  hemorrhage	
  known	
  to	
  develop	
  ipsilateral	
  to	
  TBI	
  and	
  observed	
  by	
  us,	
  as	
  well	
  as	
  

the	
  known	
  but	
  un-­‐assayed	
  by	
  us	
  (a)	
  formation	
  of	
  ischemia	
  ipsilateral	
  to	
  TBI,	
  (b)	
  reduction	
  in	
  

cerebral	
  perfusion	
  pressure	
  and	
  (c)	
  blood	
  flow	
  observed	
  both	
  ipsilateral	
  and	
  contralateral	
  

to	
  TBI.	
  	
  Ultrasound-­‐based	
  elastography	
  may	
  therefore	
  offer	
  a	
  method	
  to	
  monitor	
  subtle	
  

changes	
  in	
  brain	
  after	
  TBI.	
  	
  	
  

Future	
  work	
  should	
  target	
  testing	
  the	
  links	
  we	
  have	
  hypothesized	
  between	
  

observed	
  changes	
  in	
  brain-­‐tissue	
  stiffness	
  and	
  the	
  underlying	
  physiology	
  of	
  TBI.	
  	
  In	
  addition,	
  

future	
  work	
  should	
  address	
  currently	
  identified	
  problems	
  in	
  the	
  translation	
  of	
  this	
  

technology	
  to	
  human	
  use,	
  including	
  delivery	
  in	
  a	
  transcranial	
  fashion	
  of	
  a	
  shaped	
  pulse	
  of	
  

ultrasound	
  energy	
  sufficient	
  to	
  generate	
  usefully	
  observable	
  shear	
  waves,	
  and	
  the	
  known	
  

large-­‐scale	
  anisotropy	
  of	
  human	
  brain	
  and	
  its	
  likely	
  impact	
  on	
  the	
  formulae	
  used	
  to	
  

translate	
  shear-­‐wave	
  propagation	
  into	
  estimates	
  of	
  brain-­‐tissue	
  stiffness.	
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Figure	
  Captions	
  

	
  

Fig.	
  1.	
  Image	
  Processing.	
  (A)	
  Aixplorer	
  images	
  in	
  SWE	
  mode	
  (top)	
  and	
  B-­‐mode	
  (bottom)	
  (B)	
  
The	
  brain	
  region	
  was	
  selected	
  from	
  the	
  elastographic	
  image	
  (0-­‐180	
  kPa)	
  with	
  reference	
  to	
  
the	
  B-­‐mode	
  image.	
  (C)	
  The	
  SWE	
  image	
  of	
  the	
  brain	
  was	
  rescaled	
  to	
  0-­‐35	
  kPa	
  to	
  enhance	
  the	
  
contrast.	
  (D)	
  Regions	
  of	
  Interest	
  selected	
  manually	
  to	
  avoid	
  skull	
  and	
  artifacts	
  	
  (large	
  values	
  
of	
  Young’s	
  Modulus	
  greater	
  than	
  that	
  of	
  brain).	
  	
  (E)	
  Hematoxylin	
  and	
  Eosin	
  and	
  (F)	
  Cresyl	
  
Violet	
  staining	
  of	
  corresponding	
  brain.	
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Fig.	
  2.	
  Directly	
  measured	
  values	
  of	
  Young's	
  Modulus	
  for	
  ipsilateral	
  and	
  contralateral	
  
hemispheres	
  of	
  the	
  brains	
  of	
  rats	
  for	
  all	
  test	
  groups.	
  *	
  =	
  p	
  <	
  0.05	
  between	
  the	
  two	
  indicated	
  
groups.	
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Fig.	
  3.	
  Values	
  of	
  normalized	
  Young's	
  Modulus	
  for	
  ipsilateral	
  and	
  contralateral	
  hemispheres	
  
of	
  the	
  brains	
  of	
  rats	
  for	
  all	
  test	
  groups.	
  	
  *	
  =	
  p	
  <	
  0.05	
  between	
  the	
  two	
  indicated	
  groups.	
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Fig.	
  4.	
  Directly	
  measured	
  values	
  of	
  Young's	
  Modulus	
  for	
  ipsilateral	
  and	
  contralateral	
  
hemispheres	
  of	
  the	
  brains	
  of	
  mice	
  for	
  all	
  test	
  groups.	
  	
  *	
  =	
  p	
  <	
  0.05	
  between	
  the	
  two	
  indicated	
  
groups.	
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Fig.	
  5.	
  Values	
  of	
  normalized	
  Young's	
  Modulus	
  for	
  ipsilateral	
  and	
  contralateral	
  hemispheres	
  
of	
  the	
  brains	
  of	
  mice	
  for	
  all	
  test	
  groups.	
  	
  *	
  =	
  p	
  <	
  0.05	
  between	
  the	
  two	
  indicated	
  groups.	
  	
  	
  

	
  
Table	
  1	
  

Table	
  1:	
  %	
  extent	
  of	
  damage	
  of	
  TBI	
  in	
  histological	
  analysis.	
  
Stain	
   Acute	
  Mice	
   24	
  Hr	
  Mice	
   Acute	
  Rats	
   24	
  Hr	
  Rats	
  
H&E	
   8.02%	
  +/-­‐	
  2.2%	
   14.2%	
  +/-­‐	
  7.5%	
   4.62%	
  +/-­‐	
  2.7%	
   7.57%	
  +/-­‐	
  1.6%	
  

CV	
   8.33%	
  +/-­‐	
  0.6%	
   11.2%	
  +/-­‐	
  2.7%	
   4.95%	
  +/-­‐	
  0.1%	
   6.98%	
  +/-­‐	
  2.1%	
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